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Case Narrative 
D9L030596 
 
The results included in this report have been reviewed for compliance with 
TestAmerica’s Quality Assurance/Quality Control (QA/QC) plan. The test results relate 
only to the samples in this report and meet all requirements of NELAC with any 
exceptions noted below. 
 
With exceptions noted as flags or footnotes, standard analytical protocols were followed 
in the analysis of the samples and no problems were encountered or anomalies 
observed.  All laboratory quality control samples analyzed in conjunction with the 
samples in this project were within established control limits, with any exceptions noted. 
 
This report shall not be reproduced, except in full, without written permission from the 
laboratory. 
 
Sample Receiving 
 
Eighteen aqueous samples and one trip blank were received under chain of custody on 
December 3, 2009.  The samples were received in good conditions at a temperature of 
0.7 C. 
 
GC/MS Volatiles, SW846 8260B 
 
Each sample is analyzed to achieve the lowest possible reporting limits within the 
constraints of the method.  Due to high concentrations of target analytes, samples EMW-
04S and MW-1054-2 had to be analyzed at dilutions.  The reporting limits have been 
adjusted relative to the dilutions required.   
 
A Low level of methylene chloride, a common laboratory contaminant, was present in the 
Method Blank associated with QC batch 9341056.  Because the concentration in the 
Method Blank was not present at a level greater than the reporting limit, corrective action 
was deemed unnecessary. 
 
The Matrix Spike/Matrix Spike Duplicate (MS/MSD) associated with QC batch 9342558 
was performed on an unrelated sample and exhibited a percent recovery above the 
control limit sin the MS for 1,1-dichloroethene.  The acceptable Laboratory Control 
Sample and Method Blank analyses data indicated the analytical system was within 
control; therefore corrective action was deemed unnecessary.  
 
No other anomalies were observed. 
 

TestAmerica                                                           2



EXECUTIVE SUMMARY - Detection HighlightsEXECUTIVE SUMMARY - Detection Highlights

D9L030596D9L030596

REPORTING             ANALYTICAL
PARAMETER_____________________________  RESULT__________ LIMIT__________ UNITS__________ METHOD_________________

TB120109 12/01/09 07:00  001TB120109 12/01/09 07:00  001

Methylene chloride             0.80 J,B   5.0        ug/L       SW846 8260B

EMW-04S 12/01/09 08:17  002EMW-04S 12/01/09 08:17  002

Methylene chloride             21 J,B     100        ug/L       SW846 8260B
Tetrachloroethene              420        20         ug/L       SW846 8260B
Trichloroethene                7.0 J      20         ug/L       SW846 8260B

EMW-04D 12/01/09 08:52  003EMW-04D 12/01/09 08:52  003

Acetone                        59         10         ug/L       SW846 8260B
Methylene chloride             0.35 J,B   5.0        ug/L       SW846 8260B
Tetrachloroethene              1.4        1.0        ug/L       SW846 8260B
Toluene                        0.22 J     1.0        ug/L       SW846 8260B
1,2,4-Trimethylbenzene         0.20 J     1.0        ug/L       SW846 8260B
Methyl tert-butyl ether        3.3 J      5.0        ug/L       SW846 8260B

EMW-05 12/01/09 09:34  004EMW-05 12/01/09 09:34  004

Methylene chloride             0.41 J,B   5.0        ug/L       SW846 8260B
Tetrachloroethene              42         1.0        ug/L       SW846 8260B
Trichloroethene                0.30 J     1.0        ug/L       SW846 8260B

EMW-05DUP 12/01/09 09:34  005EMW-05DUP 12/01/09 09:34  005

Methylene chloride             0.42 J,B   5.0        ug/L       SW846 8260B
Tetrachloroethene              42         1.0        ug/L       SW846 8260B
Trichloroethene                0.30 J     1.0        ug/L       SW846 8260B

EMW-01 12/01/09 10:20  006EMW-01 12/01/09 10:20  006

Methylene chloride             0.35 J,B   5.0        ug/L       SW846 8260B

EMW-02 12/01/09 10:54  007EMW-02 12/01/09 10:54  007

Acetone                        50         10         ug/L       SW846 8260B
Benzene                        3.1        1.0        ug/L       SW846 8260B
Ethylbenzene                   3.4        1.0        ug/L       SW846 8260B
Xylenes (total)                6.9        2.0        ug/L       SW846 8260B
n-Butylbenzene                 4.6        1.0        ug/L       SW846 8260B
sec-Butylbenzene               4.2        1.0        ug/L       SW846 8260B
Isopropylbenzene               14         1.0        ug/L       SW846 8260B
1,2,4-Trimethylbenzene         55         1.0        ug/L       SW846 8260B

(Continued on next page)
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EXECUTIVE SUMMARY - Detection HighlightsEXECUTIVE SUMMARY - Detection Highlights

D9L030596D9L030596

REPORTING             ANALYTICAL
PARAMETER_____________________________  RESULT__________ LIMIT__________ UNITS__________ METHOD_________________

EMW-02 12/01/09 10:54  007EMW-02 12/01/09 10:54  007

1,3,5-Trimethylbenzene         8.3        1.0        ug/L       SW846 8260B
n-Propylbenzene                19         1.0        ug/L       SW846 8260B
m-Xylene & p-Xylene            6.7        2.0        ug/L       SW846 8260B
o-Xylene                       0.20 J     1.0        ug/L       SW846 8260B
Naphthalene                    13         1.0        ug/L       SW846 8260B

EMW-03S 12/01/09 11:33  008EMW-03S 12/01/09 11:33  008

Methylene chloride             0.34 J,B   5.0        ug/L       SW846 8260B
Tetrachloroethene              33         1.0        ug/L       SW846 8260B
Trichloroethene                1.0        1.0        ug/L       SW846 8260B
1,2,4-Trimethylbenzene         0.18 J     1.0        ug/L       SW846 8260B
Naphthalene                    0.38 J     1.0        ug/L       SW846 8260B

EMW-03D 12/01/09 12:00  009EMW-03D 12/01/09 12:00  009

Methylene chloride             0.32 J,B   5.0        ug/L       SW846 8260B
Tetrachloroethene              9.2        1.0        ug/L       SW846 8260B
Trichloroethene                0.27 J     1.0        ug/L       SW846 8260B

MW-1054-2 12/01/09 12:53  010MW-1054-2 12/01/09 12:53  010

Tetrachloroethene              41         2.0        ug/L       SW846 8260B
Trichloroethene                0.34 J     2.0        ug/L       SW846 8260B

MW-2 12/01/09 13:28  011MW-2 12/01/09 13:28  011

Methylene chloride             0.44 J,B   5.0        ug/L       SW846 8260B
Tetrachloroethene              1.8        1.0        ug/L       SW846 8260B

MW-7A 12/01/09 14:08  012MW-7A 12/01/09 14:08  012

Acetone                        7.6 J      10         ug/L       SW846 8260B
Methylene chloride             0.41 J,B   5.0        ug/L       SW846 8260B
Tetrachloroethene              20         1.0        ug/L       SW846 8260B
Trichloroethene                0.98 J     1.0        ug/L       SW846 8260B
Xylenes (total)                0.30 J     2.0        ug/L       SW846 8260B
Methyl tert-butyl ether        0.51 J     5.0        ug/L       SW846 8260B

(Continued on next page)
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EXECUTIVE SUMMARY - Detection HighlightsEXECUTIVE SUMMARY - Detection Highlights

D9L030596D9L030596

REPORTING             ANALYTICAL
PARAMETER_____________________________  RESULT__________ LIMIT__________ UNITS__________ METHOD_________________

EMW-06D 12/01/09 15:07  013EMW-06D 12/01/09 15:07  013

Methylene chloride             0.39 J,B   5.0        ug/L       SW846 8260B
Tetrachloroethene              30         1.0        ug/L       SW846 8260B
Trichloroethene                0.27 J     1.0        ug/L       SW846 8260B

EMW-06DDUP 12/01/09 15:07  014EMW-06DDUP 12/01/09 15:07  014

Methylene chloride             0.40 J,B   5.0        ug/L       SW846 8260B
Tetrachloroethene              31         1.0        ug/L       SW846 8260B
Trichloroethene                0.28 J     1.0        ug/L       SW846 8260B

EMW-06S 12/02/09 09:16  015EMW-06S 12/02/09 09:16  015

Methylene chloride             0.41 J,B   5.0        ug/L       SW846 8260B
Tetrachloroethene              18         1.0        ug/L       SW846 8260B

EMW-07 12/02/09 09:56  016EMW-07 12/02/09 09:56  016

Methylene chloride             0.39 J,B   5.0        ug/L       SW846 8260B
Tetrachloroethene              19         1.0        ug/L       SW846 8260B

ESW-03 12/02/09 10:30  017ESW-03 12/02/09 10:30  017

Acetone                        11         10         ug/L       SW846 8260B
Tetrachloroethene              0.75 J     1.0        ug/L       SW846 8260B

ESW-02 12/02/09 11:25  018ESW-02 12/02/09 11:25  018

Acetone                        4.8 J      10         ug/L       SW846 8260B
Tetrachloroethene              0.43 J     1.0        ug/L       SW846 8260B
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METHODS SUMMARYMETHODS SUMMARY

D9L030596D9L030596

ANALYTICAL       PREPARATION
PARAMETER__________________________________________________ METHOD_______________  METHOD_______________

Volatile Organics by GC/MS                         SW846 8260B      SW846 5030B/826

References:References:

SW846     "Test Methods for Evaluating Solid Waste, Physical/Chemical
Methods", Third Edition, November 1986 and its updates.
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METHOD / ANALYST SUMMARYMETHOD / ANALYST SUMMARY

D9L030596D9L030596

ANALYTICAL                                                         ANALYST
METHOD______________________________ ANALYST__________________________________  ID_______

SW846 8260B                    Dennis P. Ilczyszyn                 000759
SW846 8260B                    Greg Meier                          006004

References:References:

SW846     "Test Methods for Evaluating Solid Waste, Physical/Chemical
Methods", Third Edition, November 1986 and its updates.
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SAMPLE SUMMARYSAMPLE SUMMARY

D9L030596D9L030596

SAMPLED  SAMP
WO #_____ SAMPLE#_______ CLIENT SAMPLE ID________________________________________________________________ DATE________ TIME_____

LQGC4   001   TB120109                                                         12/01/09 07:00
LQGDD   002   EMW-04S                                                          12/01/09 08:17
LQGDL   003   EMW-04D                                                          12/01/09 08:52
LQGDN   004   EMW-05                                                           12/01/09 09:34
LQGDQ   005   EMW-05DUP                                                        12/01/09 09:34
LQGDW   006   EMW-01                                                           12/01/09 10:20
LQGD0   007   EMW-02                                                           12/01/09 10:54
LQGD5   008   EMW-03S                                                          12/01/09 11:33
LQGD8   009   EMW-03D                                                          12/01/09 12:00
LQGD9   010   MW-1054-2                                                        12/01/09 12:53
LQGEE   011   MW-2                                                             12/01/09 13:28
LQGEH   012   MW-7A                                                            12/01/09 14:08
LQGEJ   013   EMW-06D                                                          12/01/09 15:07
LQGEM   014   EMW-06DDUP                                                       12/01/09 15:07
LQGER   015   EMW-06S                                                          12/02/09 09:16
LQGEX   016   EMW-07                                                           12/02/09 09:56
LQGE3   017   ESW-03                                                           12/02/09 10:30
LQGE8   018   ESW-02                                                           12/02/09 11:25
LQGFD   019   ESW-01                                                           12/02/09 11:40

NOTE(S):NOTE(S):__________________________________________________________________________________________________________________________________________________________________________________________
- The analytical results of the samples listed above are presented on the following pages.

- All calculations are performed before rounding to avoid round-off errors in calculated results.

- Results noted as "ND" were not detected at or above the stated limit.

- This report must not be reproduced, except in full, without the written approval of the laboratory.

- Results for the following parameters are never reported on a dry weight basis: color, corrosivity, density, flashpoint, ignitability, layers, odor,

paint filter test, pH, porosity pressure, reactivity, redox potential, specific gravity, spot tests, solids, solubility, temperature, viscosity, and weight.
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Client Sample ID: TB120109Client Sample ID: TB120109

GC/MS VolatilesGC/MS Volatiles

Lot-Sample #...:Lot-Sample #...: D9L030596-001  Work Order #...:Work Order #...: LQGC41AA       Matrix.........:Matrix.........: WATER
Date Sampled...:Date Sampled...: 12/01/09 07:00 Date Received..:Date Received..: 12/03/09
Prep Date......:Prep Date......: 12/04/09       Analysis Date..:Analysis Date..: 12/04/09
Prep Batch #...:Prep Batch #...: 9341056        Analysis Time..:Analysis Time..: 08:30
Dilution Factor:Dilution Factor: 1

Method.........:Method.........: SW846 8260B

REPORTING
PARAMETER______________________________  RESULT_______________  LIMIT_________  UNITS_________
Acetone                         ND               10         ug/L
Benzene                         ND               1.0        ug/L
Bromodichloromethane            ND               1.0        ug/L
Bromoform                       ND               1.0        ug/L
Bromomethane                    ND               2.0        ug/L
2-Butanone (MEK)                ND               6.0        ug/L
Carbon tetrachloride            ND               1.0        ug/L
Chlorobenzene                   ND               1.0        ug/L
Chloroethane                    ND               2.0        ug/L
Chloroform                      ND               1.0        ug/L
Chloromethane                   ND               2.0        ug/L
Dibromomethane                  ND               1.0        ug/L
1,2-Dibromoethane (EDB)         ND               1.0        ug/L
1,2-Dichlorobenzene             ND               1.0        ug/L
1,3-Dichlorobenzene             ND               1.0        ug/L
1,4-Dichlorobenzene             ND               1.0        ug/L
Dichlorodifluoromethane         ND               2.0        ug/L
1,1-Dichloroethane              ND               1.0        ug/L
1,2-Dichloroethane              ND               1.0        ug/L
1,1-Dichloroethene              ND               1.0        ug/L
1,2-Dichloroethene              ND               1.0        ug/L

(total)
cis-1,2-Dichloroethene          ND               1.0        ug/L
trans-1,2-Dichloroethene        ND               1.0        ug/L
1,2-Dichloropropane             ND               1.0        ug/L
cis-1,3-Dichloropropene         ND               1.0        ug/L
trans-1,3-Dichloropropene       ND               3.0        ug/L
Ethylbenzene                    ND               1.0        ug/L
2-Hexanone                      ND               5.0        ug/L
Methylene chlorideMethylene chloride              0.80 J,B0.80 J,B         5.05.0        ug/Lug/L
4-Methyl-2-pentanone            ND               5.0        ug/L
Styrene                         ND               1.0        ug/L
1,1,1,2-Tetrachloroethane       ND               1.0        ug/L
1,1,2,2-Tetrachloroethane       ND               1.0        ug/L
Tetrachloroethene               ND               1.0        ug/L
Toluene                         ND               1.0        ug/L
1,2,4-Trichloro-                ND               1.0        ug/L

benzene

(Continued on next page)
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Client Sample ID: TB120109Client Sample ID: TB120109

GC/MS VolatilesGC/MS Volatiles

Lot-Sample #...:Lot-Sample #...: D9L030596-001  Work Order #...:Work Order #...: LQGC41AA     Matrix.........:Matrix.........: WATER

REPORTING
PARAMETER______________________________  RESULT_______________  LIMIT_________  UNITS_________
1,1,1-Trichloroethane           ND               1.0        ug/L
1,1,2-Trichloroethane           ND               1.0        ug/L
Trichloroethene                 ND               1.0        ug/L
Trichlorofluoromethane          ND               2.0        ug/L
1,2,3-Trichloropropane          ND               2.5        ug/L
Vinyl chloride                  ND               1.0        ug/L
Xylenes (total)                 ND               2.0        ug/L
n-Butylbenzene                  ND               1.0        ug/L
sec-Butylbenzene                ND               1.0        ug/L
Isopropylbenzene                ND               1.0        ug/L
1,2,4-Trimethylbenzene          ND               1.0        ug/L
1,3,5-Trimethylbenzene          ND               1.0        ug/L
n-Propylbenzene                 ND               1.0        ug/L
tert-Butylbenzene               ND               1.0        ug/L
Dibromochloromethane            ND               1.0        ug/L
2-Chlorotoluene                 ND               1.0        ug/L
4-Chlorotoluene                 ND               1.0        ug/L
1,2-Dibromo-3-                  ND               5.0        ug/L

chloropropane (DBCP)
1,3-Dichloropropane             ND               1.0        ug/L
2,2-Dichloropropane             ND               5.0        ug/L
1,1-Dichloropropene             ND               1.0        ug/L
Hexachlorobutadiene             ND               1.0        ug/L
4-Isopropyltoluene              ND               1.0        ug/L
Methyl tert-butyl ether         ND               5.0        ug/L
1,2,3-Trichlorobenzene          ND               1.0        ug/L
m-Xylene & p-Xylene             ND               2.0        ug/L
o-Xylene                        ND               1.0        ug/L
Bromobenzene                    ND               1.0        ug/L
Bromochloromethane              ND               1.0        ug/L
Naphthalene                     ND               1.0        ug/L

PERCENT          RECOVERY
SURROGATE______________________________  RECOVERY_______________  LIMITS__________
Dibromofluoromethane            104              (79 - 120)
1,2-Dichloroethane-d4           93               (65 - 126)
4-Bromofluorobenzene            108              (75 - 120)
Toluene-d8                      95               (78 - 120)

NOTE(S):NOTE(S):______________________________________________________________________________________________________________________________________________________________________________
J   Estimated result.  Result is less than RL.

B   Method blank contamination. The associated method blank contains the target analyte at a reportable level.
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Client Sample ID: EMW-04SClient Sample ID: EMW-04S

GC/MS VolatilesGC/MS Volatiles

Lot-Sample #...:Lot-Sample #...: D9L030596-002  Work Order #...:Work Order #...: LQGDD1AA       Matrix.........:Matrix.........: WATER
Date Sampled...:Date Sampled...: 12/01/09 08:17 Date Received..:Date Received..: 12/03/09
Prep Date......:Prep Date......: 12/04/09       Analysis Date..:Analysis Date..: 12/04/09
Prep Batch #...:Prep Batch #...: 9341056        Analysis Time..:Analysis Time..: 08:53
Dilution Factor:Dilution Factor: 20

Method.........:Method.........: SW846 8260B

REPORTING
PARAMETER______________________________  RESULT_______________  LIMIT_________  UNITS_________
Acetone                         ND               200        ug/L
Benzene                         ND               20         ug/L
Bromodichloromethane            ND               20         ug/L
Bromoform                       ND               20         ug/L
Bromomethane                    ND               40         ug/L
2-Butanone (MEK)                ND               120        ug/L
Carbon tetrachloride            ND               20         ug/L
Chlorobenzene                   ND               20         ug/L
Chloroethane                    ND               40         ug/L
Chloroform                      ND               20         ug/L
Chloromethane                   ND               40         ug/L
Dibromomethane                  ND               20         ug/L
1,2-Dibromoethane (EDB)         ND               20         ug/L
1,2-Dichlorobenzene             ND               20         ug/L
1,3-Dichlorobenzene             ND               20         ug/L
1,4-Dichlorobenzene             ND               20         ug/L
Dichlorodifluoromethane         ND               40         ug/L
1,1-Dichloroethane              ND               20         ug/L
1,2-Dichloroethane              ND               20         ug/L
1,1-Dichloroethene              ND               20         ug/L
1,2-Dichloroethene              ND               20         ug/L

(total)
cis-1,2-Dichloroethene          ND               20         ug/L
trans-1,2-Dichloroethene        ND               20         ug/L
1,2-Dichloropropane             ND               20         ug/L
cis-1,3-Dichloropropene         ND               20         ug/L
trans-1,3-Dichloropropene       ND               60         ug/L
Ethylbenzene                    ND               20         ug/L
2-Hexanone                      ND               100        ug/L
Methylene chlorideMethylene chloride              21 J,B21 J,B           100100        ug/Lug/L
4-Methyl-2-pentanone            ND               100        ug/L
Styrene                         ND               20         ug/L
1,1,1,2-Tetrachloroethane       ND               20         ug/L
1,1,2,2-Tetrachloroethane       ND               20         ug/L
TetrachloroetheneTetrachloroethene               420420              2020         ug/Lug/L
Toluene                         ND               20         ug/L
1,2,4-Trichloro-                ND               20         ug/L

benzene

(Continued on next page)
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Client Sample ID: EMW-04SClient Sample ID: EMW-04S

GC/MS VolatilesGC/MS Volatiles

Lot-Sample #...:Lot-Sample #...: D9L030596-002  Work Order #...:Work Order #...: LQGDD1AA     Matrix.........:Matrix.........: WATER

REPORTING
PARAMETER______________________________  RESULT_______________  LIMIT_________  UNITS_________
1,1,1-Trichloroethane           ND               20         ug/L
1,1,2-Trichloroethane           ND               20         ug/L
TrichloroetheneTrichloroethene                 7.0 J7.0 J            2020         ug/Lug/L
Trichlorofluoromethane          ND               40         ug/L
1,2,3-Trichloropropane          ND               50         ug/L
Vinyl chloride                  ND               20         ug/L
Xylenes (total)                 ND               40         ug/L
n-Butylbenzene                  ND               20         ug/L
sec-Butylbenzene                ND               20         ug/L
Isopropylbenzene                ND               20         ug/L
1,2,4-Trimethylbenzene          ND               20         ug/L
1,3,5-Trimethylbenzene          ND               20         ug/L
n-Propylbenzene                 ND               20         ug/L
tert-Butylbenzene               ND               20         ug/L
Dibromochloromethane            ND               20         ug/L
2-Chlorotoluene                 ND               20         ug/L
4-Chlorotoluene                 ND               20         ug/L
1,2-Dibromo-3-                  ND               100        ug/L

chloropropane (DBCP)
1,3-Dichloropropane             ND               20         ug/L
2,2-Dichloropropane             ND               100        ug/L
1,1-Dichloropropene             ND               20         ug/L
Hexachlorobutadiene             ND               20         ug/L
4-Isopropyltoluene              ND               20         ug/L
Methyl tert-butyl ether         ND               100        ug/L
1,2,3-Trichlorobenzene          ND               20         ug/L
m-Xylene & p-Xylene             ND               40         ug/L
o-Xylene                        ND               20         ug/L
Bromobenzene                    ND               20         ug/L
Bromochloromethane              ND               20         ug/L
Naphthalene                     ND               20         ug/L

PERCENT          RECOVERY
SURROGATE______________________________  RECOVERY_______________  LIMITS__________
Dibromofluoromethane            106              (79 - 120)
1,2-Dichloroethane-d4           95               (65 - 126)
4-Bromofluorobenzene            109              (75 - 120)
Toluene-d8                      96               (78 - 120)

NOTE(S):NOTE(S):______________________________________________________________________________________________________________________________________________________________________________
J   Estimated result.  Result is less than RL.

B   Method blank contamination. The associated method blank contains the target analyte at a reportable level.
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Client Sample ID: EMW-04DClient Sample ID: EMW-04D

GC/MS VolatilesGC/MS Volatiles

Lot-Sample #...:Lot-Sample #...: D9L030596-003  Work Order #...:Work Order #...: LQGDL1AA       Matrix.........:Matrix.........: WATER
Date Sampled...:Date Sampled...: 12/01/09 08:52 Date Received..:Date Received..: 12/03/09
Prep Date......:Prep Date......: 12/04/09       Analysis Date..:Analysis Date..: 12/04/09
Prep Batch #...:Prep Batch #...: 9341056        Analysis Time..:Analysis Time..: 11:04
Dilution Factor:Dilution Factor: 1

Method.........:Method.........: SW846 8260B

REPORTING
PARAMETER______________________________  RESULT_______________  LIMIT_________  UNITS_________
AcetoneAcetone                         5959               1010         ug/Lug/L
Benzene                         ND               1.0        ug/L
Bromodichloromethane            ND               1.0        ug/L
Bromoform                       ND               1.0        ug/L
Bromomethane                    ND               2.0        ug/L
2-Butanone (MEK)                ND               6.0        ug/L
Carbon tetrachloride            ND               1.0        ug/L
Chlorobenzene                   ND               1.0        ug/L
Chloroethane                    ND               2.0        ug/L
Chloroform                      ND               1.0        ug/L
Chloromethane                   ND               2.0        ug/L
Dibromomethane                  ND               1.0        ug/L
1,2-Dibromoethane (EDB)         ND               1.0        ug/L
1,2-Dichlorobenzene             ND               1.0        ug/L
1,3-Dichlorobenzene             ND               1.0        ug/L
1,4-Dichlorobenzene             ND               1.0        ug/L
Dichlorodifluoromethane         ND               2.0        ug/L
1,1-Dichloroethane              ND               1.0        ug/L
1,2-Dichloroethane              ND               1.0        ug/L
1,1-Dichloroethene              ND               1.0        ug/L
1,2-Dichloroethene              ND               1.0        ug/L

(total)
cis-1,2-Dichloroethene          ND               1.0        ug/L
trans-1,2-Dichloroethene        ND               1.0        ug/L
1,2-Dichloropropane             ND               1.0        ug/L
cis-1,3-Dichloropropene         ND               1.0        ug/L
trans-1,3-Dichloropropene       ND               3.0        ug/L
Ethylbenzene                    ND               1.0        ug/L
2-Hexanone                      ND               5.0        ug/L
Methylene chlorideMethylene chloride              0.35 J,B0.35 J,B         5.05.0        ug/Lug/L
4-Methyl-2-pentanone            ND               5.0        ug/L
Styrene                         ND               1.0        ug/L
1,1,1,2-Tetrachloroethane       ND               1.0        ug/L
1,1,2,2-Tetrachloroethane       ND               1.0        ug/L
TetrachloroetheneTetrachloroethene               1.41.4              1.01.0        ug/Lug/L
TolueneToluene                         0.22 J0.22 J           1.01.0        ug/Lug/L
1,2,4-Trichloro-                ND               1.0        ug/L

benzene

(Continued on next page)
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Client Sample ID: EMW-04DClient Sample ID: EMW-04D

GC/MS VolatilesGC/MS Volatiles

Lot-Sample #...:Lot-Sample #...: D9L030596-003  Work Order #...:Work Order #...: LQGDL1AA     Matrix.........:Matrix.........: WATER

REPORTING
PARAMETER______________________________  RESULT_______________  LIMIT_________  UNITS_________
1,1,1-Trichloroethane           ND               1.0        ug/L
1,1,2-Trichloroethane           ND               1.0        ug/L
Trichloroethene                 ND               1.0        ug/L
Trichlorofluoromethane          ND               2.0        ug/L
1,2,3-Trichloropropane          ND               2.5        ug/L
Vinyl chloride                  ND               1.0        ug/L
Xylenes (total)                 ND               2.0        ug/L
n-Butylbenzene                  ND               1.0        ug/L
sec-Butylbenzene                ND               1.0        ug/L
Isopropylbenzene                ND               1.0        ug/L
1,2,4-Trimethylbenzene1,2,4-Trimethylbenzene          0.20 J0.20 J           1.01.0        ug/Lug/L
1,3,5-Trimethylbenzene          ND               1.0        ug/L
n-Propylbenzene                 ND               1.0        ug/L
tert-Butylbenzene               ND               1.0        ug/L
Dibromochloromethane            ND               1.0        ug/L
2-Chlorotoluene                 ND               1.0        ug/L
4-Chlorotoluene                 ND               1.0        ug/L
1,2-Dibromo-3-                  ND               5.0        ug/L

chloropropane (DBCP)
1,3-Dichloropropane             ND               1.0        ug/L
2,2-Dichloropropane             ND               5.0        ug/L
1,1-Dichloropropene             ND               1.0        ug/L
Hexachlorobutadiene             ND               1.0        ug/L
4-Isopropyltoluene              ND               1.0        ug/L
Methyl tert-butyl etherMethyl tert-butyl ether         3.3 J3.3 J            5.05.0        ug/Lug/L
1,2,3-Trichlorobenzene          ND               1.0        ug/L
m-Xylene & p-Xylene             ND               2.0        ug/L
o-Xylene                        ND               1.0        ug/L
Bromobenzene                    ND               1.0        ug/L
Bromochloromethane              ND               1.0        ug/L
Naphthalene                     ND               1.0        ug/L

PERCENT          RECOVERY
SURROGATE______________________________  RECOVERY_______________  LIMITS__________
Dibromofluoromethane            105              (79 - 120)
1,2-Dichloroethane-d4           95               (65 - 126)
4-Bromofluorobenzene            108              (75 - 120)
Toluene-d8                      96               (78 - 120)

NOTE(S):NOTE(S):______________________________________________________________________________________________________________________________________________________________________________
J   Estimated result.  Result is less than RL.

B   Method blank contamination. The associated method blank contains the target analyte at a reportable level.
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Client Sample ID: EMW-05Client Sample ID: EMW-05

GC/MS VolatilesGC/MS Volatiles

Lot-Sample #...:Lot-Sample #...: D9L030596-004  Work Order #...:Work Order #...: LQGDN1AA       Matrix.........:Matrix.........: WATER
Date Sampled...:Date Sampled...: 12/01/09 09:34 Date Received..:Date Received..: 12/03/09
Prep Date......:Prep Date......: 12/04/09       Analysis Date..:Analysis Date..: 12/04/09
Prep Batch #...:Prep Batch #...: 9341056        Analysis Time..:Analysis Time..: 13:58
Dilution Factor:Dilution Factor: 1

Method.........:Method.........: SW846 8260B

REPORTING
PARAMETER______________________________  RESULT_______________  LIMIT_________  UNITS_________
Acetone                         ND               10         ug/L
Benzene                         ND               1.0        ug/L
Bromodichloromethane            ND               1.0        ug/L
Bromoform                       ND               1.0        ug/L
Bromomethane                    ND               2.0        ug/L
2-Butanone (MEK)                ND               6.0        ug/L
Carbon tetrachloride            ND               1.0        ug/L
Chlorobenzene                   ND               1.0        ug/L
Chloroethane                    ND               2.0        ug/L
Chloroform                      ND               1.0        ug/L
Chloromethane                   ND               2.0        ug/L
Dibromomethane                  ND               1.0        ug/L
1,2-Dibromoethane (EDB)         ND               1.0        ug/L
1,2-Dichlorobenzene             ND               1.0        ug/L
1,3-Dichlorobenzene             ND               1.0        ug/L
1,4-Dichlorobenzene             ND               1.0        ug/L
Dichlorodifluoromethane         ND               2.0        ug/L
1,1-Dichloroethane              ND               1.0        ug/L
1,2-Dichloroethane              ND               1.0        ug/L
1,1-Dichloroethene              ND               1.0        ug/L
1,2-Dichloroethene              ND               1.0        ug/L

(total)
cis-1,2-Dichloroethene          ND               1.0        ug/L
trans-1,2-Dichloroethene        ND               1.0        ug/L
1,2-Dichloropropane             ND               1.0        ug/L
cis-1,3-Dichloropropene         ND               1.0        ug/L
trans-1,3-Dichloropropene       ND               3.0        ug/L
Ethylbenzene                    ND               1.0        ug/L
2-Hexanone                      ND               5.0        ug/L
Methylene chlorideMethylene chloride              0.41 J,B0.41 J,B         5.05.0        ug/Lug/L
4-Methyl-2-pentanone            ND               5.0        ug/L
Styrene                         ND               1.0        ug/L
1,1,1,2-Tetrachloroethane       ND               1.0        ug/L
1,1,2,2-Tetrachloroethane       ND               1.0        ug/L
TetrachloroetheneTetrachloroethene               4242               1.01.0        ug/Lug/L
Toluene                         ND               1.0        ug/L
1,2,4-Trichloro-                ND               1.0        ug/L

benzene

(Continued on next page)
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Client Sample ID: EMW-05Client Sample ID: EMW-05

GC/MS VolatilesGC/MS Volatiles

Lot-Sample #...:Lot-Sample #...: D9L030596-004  Work Order #...:Work Order #...: LQGDN1AA     Matrix.........:Matrix.........: WATER

REPORTING
PARAMETER______________________________  RESULT_______________  LIMIT_________  UNITS_________
1,1,1-Trichloroethane           ND               1.0        ug/L
1,1,2-Trichloroethane           ND               1.0        ug/L
TrichloroetheneTrichloroethene                 0.30 J0.30 J           1.01.0        ug/Lug/L
Trichlorofluoromethane          ND               2.0        ug/L
1,2,3-Trichloropropane          ND               2.5        ug/L
Vinyl chloride                  ND               1.0        ug/L
Xylenes (total)                 ND               2.0        ug/L
n-Butylbenzene                  ND               1.0        ug/L
sec-Butylbenzene                ND               1.0        ug/L
Isopropylbenzene                ND               1.0        ug/L
1,2,4-Trimethylbenzene          ND               1.0        ug/L
1,3,5-Trimethylbenzene          ND               1.0        ug/L
n-Propylbenzene                 ND               1.0        ug/L
tert-Butylbenzene               ND               1.0        ug/L
Dibromochloromethane            ND               1.0        ug/L
2-Chlorotoluene                 ND               1.0        ug/L
4-Chlorotoluene                 ND               1.0        ug/L
1,2-Dibromo-3-                  ND               5.0        ug/L

chloropropane (DBCP)
1,3-Dichloropropane             ND               1.0        ug/L
2,2-Dichloropropane             ND               5.0        ug/L
1,1-Dichloropropene             ND               1.0        ug/L
Hexachlorobutadiene             ND               1.0        ug/L
4-Isopropyltoluene              ND               1.0        ug/L
Methyl tert-butyl ether         ND               5.0        ug/L
1,2,3-Trichlorobenzene          ND               1.0        ug/L
m-Xylene & p-Xylene             ND               2.0        ug/L
o-Xylene                        ND               1.0        ug/L
Bromobenzene                    ND               1.0        ug/L
Bromochloromethane              ND               1.0        ug/L
Naphthalene                     ND               1.0        ug/L

PERCENT          RECOVERY
SURROGATE______________________________  RECOVERY_______________  LIMITS__________
Dibromofluoromethane            103              (79 - 120)
1,2-Dichloroethane-d4           93               (65 - 126)
4-Bromofluorobenzene            107              (75 - 120)
Toluene-d8                      95               (78 - 120)

NOTE(S):NOTE(S):______________________________________________________________________________________________________________________________________________________________________________
J   Estimated result.  Result is less than RL.

B   Method blank contamination. The associated method blank contains the target analyte at a reportable level.
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Client Sample ID: EMW-05DUPClient Sample ID: EMW-05DUP

GC/MS VolatilesGC/MS Volatiles

Lot-Sample #...:Lot-Sample #...: D9L030596-005  Work Order #...:Work Order #...: LQGDQ1AA       Matrix.........:Matrix.........: WATER
Date Sampled...:Date Sampled...: 12/01/09 09:34 Date Received..:Date Received..: 12/03/09
Prep Date......:Prep Date......: 12/04/09       Analysis Date..:Analysis Date..: 12/04/09
Prep Batch #...:Prep Batch #...: 9341056        Analysis Time..:Analysis Time..: 14:20
Dilution Factor:Dilution Factor: 1

Method.........:Method.........: SW846 8260B

REPORTING
PARAMETER______________________________  RESULT_______________  LIMIT_________  UNITS_________
Acetone                         ND               10         ug/L
Benzene                         ND               1.0        ug/L
Bromodichloromethane            ND               1.0        ug/L
Bromoform                       ND               1.0        ug/L
Bromomethane                    ND               2.0        ug/L
2-Butanone (MEK)                ND               6.0        ug/L
Carbon tetrachloride            ND               1.0        ug/L
Chlorobenzene                   ND               1.0        ug/L
Chloroethane                    ND               2.0        ug/L
Chloroform                      ND               1.0        ug/L
Chloromethane                   ND               2.0        ug/L
Dibromomethane                  ND               1.0        ug/L
1,2-Dibromoethane (EDB)         ND               1.0        ug/L
1,2-Dichlorobenzene             ND               1.0        ug/L
1,3-Dichlorobenzene             ND               1.0        ug/L
1,4-Dichlorobenzene             ND               1.0        ug/L
Dichlorodifluoromethane         ND               2.0        ug/L
1,1-Dichloroethane              ND               1.0        ug/L
1,2-Dichloroethane              ND               1.0        ug/L
1,1-Dichloroethene              ND               1.0        ug/L
1,2-Dichloroethene              ND               1.0        ug/L

(total)
cis-1,2-Dichloroethene          ND               1.0        ug/L
trans-1,2-Dichloroethene        ND               1.0        ug/L
1,2-Dichloropropane             ND               1.0        ug/L
cis-1,3-Dichloropropene         ND               1.0        ug/L
trans-1,3-Dichloropropene       ND               3.0        ug/L
Ethylbenzene                    ND               1.0        ug/L
2-Hexanone                      ND               5.0        ug/L
Methylene chlorideMethylene chloride              0.42 J,B0.42 J,B         5.05.0        ug/Lug/L
4-Methyl-2-pentanone            ND               5.0        ug/L
Styrene                         ND               1.0        ug/L
1,1,1,2-Tetrachloroethane       ND               1.0        ug/L
1,1,2,2-Tetrachloroethane       ND               1.0        ug/L
TetrachloroetheneTetrachloroethene               4242               1.01.0        ug/Lug/L
Toluene                         ND               1.0        ug/L
1,2,4-Trichloro-                ND               1.0        ug/L

benzene

(Continued on next page)
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Client Sample ID: EMW-05DUPClient Sample ID: EMW-05DUP

GC/MS VolatilesGC/MS Volatiles

Lot-Sample #...:Lot-Sample #...: D9L030596-005  Work Order #...:Work Order #...: LQGDQ1AA     Matrix.........:Matrix.........: WATER

REPORTING
PARAMETER______________________________  RESULT_______________  LIMIT_________  UNITS_________
1,1,1-Trichloroethane           ND               1.0        ug/L
1,1,2-Trichloroethane           ND               1.0        ug/L
TrichloroetheneTrichloroethene                 0.30 J0.30 J           1.01.0        ug/Lug/L
Trichlorofluoromethane          ND               2.0        ug/L
1,2,3-Trichloropropane          ND               2.5        ug/L
Vinyl chloride                  ND               1.0        ug/L
Xylenes (total)                 ND               2.0        ug/L
n-Butylbenzene                  ND               1.0        ug/L
sec-Butylbenzene                ND               1.0        ug/L
Isopropylbenzene                ND               1.0        ug/L
1,2,4-Trimethylbenzene          ND               1.0        ug/L
1,3,5-Trimethylbenzene          ND               1.0        ug/L
n-Propylbenzene                 ND               1.0        ug/L
tert-Butylbenzene               ND               1.0        ug/L
Dibromochloromethane            ND               1.0        ug/L
2-Chlorotoluene                 ND               1.0        ug/L
4-Chlorotoluene                 ND               1.0        ug/L
1,2-Dibromo-3-                  ND               5.0        ug/L

chloropropane (DBCP)
1,3-Dichloropropane             ND               1.0        ug/L
2,2-Dichloropropane             ND               5.0        ug/L
1,1-Dichloropropene             ND               1.0        ug/L
Hexachlorobutadiene             ND               1.0        ug/L
4-Isopropyltoluene              ND               1.0        ug/L
Methyl tert-butyl ether         ND               5.0        ug/L
1,2,3-Trichlorobenzene          ND               1.0        ug/L
m-Xylene & p-Xylene             ND               2.0        ug/L
o-Xylene                        ND               1.0        ug/L
Bromobenzene                    ND               1.0        ug/L
Bromochloromethane              ND               1.0        ug/L
Naphthalene                     ND               1.0        ug/L

PERCENT          RECOVERY
SURROGATE______________________________  RECOVERY_______________  LIMITS__________
Dibromofluoromethane            104              (79 - 120)
1,2-Dichloroethane-d4           93               (65 - 126)
4-Bromofluorobenzene            109              (75 - 120)
Toluene-d8                      95               (78 - 120)

NOTE(S):NOTE(S):______________________________________________________________________________________________________________________________________________________________________________
J   Estimated result.  Result is less than RL.

B   Method blank contamination. The associated method blank contains the target analyte at a reportable level.
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Client Sample ID: EMW-01Client Sample ID: EMW-01

GC/MS VolatilesGC/MS Volatiles

Lot-Sample #...:Lot-Sample #...: D9L030596-006  Work Order #...:Work Order #...: LQGDW1AA       Matrix.........:Matrix.........: WATER
Date Sampled...:Date Sampled...: 12/01/09 10:20 Date Received..:Date Received..: 12/03/09
Prep Date......:Prep Date......: 12/04/09       Analysis Date..:Analysis Date..: 12/04/09
Prep Batch #...:Prep Batch #...: 9341056        Analysis Time..:Analysis Time..: 14:42
Dilution Factor:Dilution Factor: 1

Method.........:Method.........: SW846 8260B

REPORTING
PARAMETER______________________________  RESULT_______________  LIMIT_________  UNITS_________
Acetone                         ND               10         ug/L
Benzene                         ND               1.0        ug/L
Bromodichloromethane            ND               1.0        ug/L
Bromoform                       ND               1.0        ug/L
Bromomethane                    ND               2.0        ug/L
2-Butanone (MEK)                ND               6.0        ug/L
Carbon tetrachloride            ND               1.0        ug/L
Chlorobenzene                   ND               1.0        ug/L
Chloroethane                    ND               2.0        ug/L
Chloroform                      ND               1.0        ug/L
Chloromethane                   ND               2.0        ug/L
Dibromomethane                  ND               1.0        ug/L
1,2-Dibromoethane (EDB)         ND               1.0        ug/L
1,2-Dichlorobenzene             ND               1.0        ug/L
1,3-Dichlorobenzene             ND               1.0        ug/L
1,4-Dichlorobenzene             ND               1.0        ug/L
Dichlorodifluoromethane         ND               2.0        ug/L
1,1-Dichloroethane              ND               1.0        ug/L
1,2-Dichloroethane              ND               1.0        ug/L
1,1-Dichloroethene              ND               1.0        ug/L
1,2-Dichloroethene              ND               1.0        ug/L

(total)
cis-1,2-Dichloroethene          ND               1.0        ug/L
trans-1,2-Dichloroethene        ND               1.0        ug/L
1,2-Dichloropropane             ND               1.0        ug/L
cis-1,3-Dichloropropene         ND               1.0        ug/L
trans-1,3-Dichloropropene       ND               3.0        ug/L
Ethylbenzene                    ND               1.0        ug/L
2-Hexanone                      ND               5.0        ug/L
Methylene chlorideMethylene chloride              0.35 J,B0.35 J,B         5.05.0        ug/Lug/L
4-Methyl-2-pentanone            ND               5.0        ug/L
Styrene                         ND               1.0        ug/L
1,1,1,2-Tetrachloroethane       ND               1.0        ug/L
1,1,2,2-Tetrachloroethane       ND               1.0        ug/L
Tetrachloroethene               ND               1.0        ug/L
Toluene                         ND               1.0        ug/L
1,2,4-Trichloro-                ND               1.0        ug/L

benzene

(Continued on next page)
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Client Sample ID: EMW-01Client Sample ID: EMW-01

GC/MS VolatilesGC/MS Volatiles

Lot-Sample #...:Lot-Sample #...: D9L030596-006  Work Order #...:Work Order #...: LQGDW1AA     Matrix.........:Matrix.........: WATER

REPORTING
PARAMETER______________________________  RESULT_______________  LIMIT_________  UNITS_________
1,1,1-Trichloroethane           ND               1.0        ug/L
1,1,2-Trichloroethane           ND               1.0        ug/L
Trichloroethene                 ND               1.0        ug/L
Trichlorofluoromethane          ND               2.0        ug/L
1,2,3-Trichloropropane          ND               2.5        ug/L
Vinyl chloride                  ND               1.0        ug/L
Xylenes (total)                 ND               2.0        ug/L
n-Butylbenzene                  ND               1.0        ug/L
sec-Butylbenzene                ND               1.0        ug/L
Isopropylbenzene                ND               1.0        ug/L
1,2,4-Trimethylbenzene          ND               1.0        ug/L
1,3,5-Trimethylbenzene          ND               1.0        ug/L
n-Propylbenzene                 ND               1.0        ug/L
tert-Butylbenzene               ND               1.0        ug/L
Dibromochloromethane            ND               1.0        ug/L
2-Chlorotoluene                 ND               1.0        ug/L
4-Chlorotoluene                 ND               1.0        ug/L
1,2-Dibromo-3-                  ND               5.0        ug/L

chloropropane (DBCP)
1,3-Dichloropropane             ND               1.0        ug/L
2,2-Dichloropropane             ND               5.0        ug/L
1,1-Dichloropropene             ND               1.0        ug/L
Hexachlorobutadiene             ND               1.0        ug/L
4-Isopropyltoluene              ND               1.0        ug/L
Methyl tert-butyl ether         ND               5.0        ug/L
1,2,3-Trichlorobenzene          ND               1.0        ug/L
m-Xylene & p-Xylene             ND               2.0        ug/L
o-Xylene                        ND               1.0        ug/L
Bromobenzene                    ND               1.0        ug/L
Bromochloromethane              ND               1.0        ug/L
Naphthalene                     ND               1.0        ug/L

PERCENT          RECOVERY
SURROGATE______________________________  RECOVERY_______________  LIMITS__________
Dibromofluoromethane            106              (79 - 120)
1,2-Dichloroethane-d4           94               (65 - 126)
4-Bromofluorobenzene            109              (75 - 120)
Toluene-d8                      95               (78 - 120)

NOTE(S):NOTE(S):______________________________________________________________________________________________________________________________________________________________________________
J   Estimated result.  Result is less than RL.

B   Method blank contamination. The associated method blank contains the target analyte at a reportable level.
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Client Sample ID: EMW-02Client Sample ID: EMW-02

GC/MS VolatilesGC/MS Volatiles

Lot-Sample #...:Lot-Sample #...: D9L030596-007  Work Order #...:Work Order #...: LQGD01AA       Matrix.........:Matrix.........: WATER
Date Sampled...:Date Sampled...: 12/01/09 10:54 Date Received..:Date Received..: 12/03/09
Prep Date......:Prep Date......: 12/04/09       Analysis Date..:Analysis Date..: 12/04/09
Prep Batch #...:Prep Batch #...: 9341056        Analysis Time..:Analysis Time..: 15:03
Dilution Factor:Dilution Factor: 1

Method.........:Method.........: SW846 8260B

REPORTING
PARAMETER______________________________  RESULT_______________  LIMIT_________  UNITS_________
AcetoneAcetone                         5050               1010         ug/Lug/L
BenzeneBenzene                         3.13.1              1.01.0        ug/Lug/L
Bromodichloromethane            ND               1.0        ug/L
Bromoform                       ND               1.0        ug/L
Bromomethane                    ND               2.0        ug/L
2-Butanone (MEK)                ND               6.0        ug/L
Carbon tetrachloride            ND               1.0        ug/L
Chlorobenzene                   ND               1.0        ug/L
Chloroethane                    ND               2.0        ug/L
Chloroform                      ND               1.0        ug/L
Chloromethane                   ND               2.0        ug/L
Dibromomethane                  ND               1.0        ug/L
1,2-Dibromoethane (EDB)         ND               1.0        ug/L
1,2-Dichlorobenzene             ND               1.0        ug/L
1,3-Dichlorobenzene             ND               1.0        ug/L
1,4-Dichlorobenzene             ND               1.0        ug/L
Dichlorodifluoromethane         ND               2.0        ug/L
1,1-Dichloroethane              ND               1.0        ug/L
1,2-Dichloroethane              ND               1.0        ug/L
1,1-Dichloroethene              ND               1.0        ug/L
1,2-Dichloroethene              ND               1.0        ug/L

(total)
cis-1,2-Dichloroethene          ND               1.0        ug/L
trans-1,2-Dichloroethene        ND               1.0        ug/L
1,2-Dichloropropane             ND               1.0        ug/L
cis-1,3-Dichloropropene         ND               1.0        ug/L
trans-1,3-Dichloropropene       ND               3.0        ug/L
EthylbenzeneEthylbenzene                    3.43.4              1.01.0        ug/Lug/L
2-Hexanone                      ND               5.0        ug/L
Methylene chloride              ND               5.0        ug/L
4-Methyl-2-pentanone            ND               5.0        ug/L
Styrene                         ND               1.0        ug/L
1,1,1,2-Tetrachloroethane       ND               1.0        ug/L
1,1,2,2-Tetrachloroethane       ND               1.0        ug/L
Tetrachloroethene               ND               1.0        ug/L
Toluene                         ND               1.0        ug/L
1,2,4-Trichloro-                ND               1.0        ug/L

benzene

(Continued on next page)
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Client Sample ID: EMW-02Client Sample ID: EMW-02

GC/MS VolatilesGC/MS Volatiles

Lot-Sample #...:Lot-Sample #...: D9L030596-007  Work Order #...:Work Order #...: LQGD01AA     Matrix.........:Matrix.........: WATER

REPORTING
PARAMETER______________________________  RESULT_______________  LIMIT_________  UNITS_________
1,1,1-Trichloroethane           ND               1.0        ug/L
1,1,2-Trichloroethane           ND               1.0        ug/L
Trichloroethene                 ND               1.0        ug/L
Trichlorofluoromethane          ND               2.0        ug/L
1,2,3-Trichloropropane          ND               2.5        ug/L
Vinyl chloride                  ND               1.0        ug/L
Xylenes (total)Xylenes (total)                 6.96.9              2.02.0        ug/Lug/L
n-Butylbenzenen-Butylbenzene                  4.64.6              1.01.0        ug/Lug/L
sec-Butylbenzenesec-Butylbenzene                4.24.2              1.01.0        ug/Lug/L
IsopropylbenzeneIsopropylbenzene                1414               1.01.0        ug/Lug/L
1,2,4-Trimethylbenzene1,2,4-Trimethylbenzene          5555               1.01.0        ug/Lug/L
1,3,5-Trimethylbenzene1,3,5-Trimethylbenzene          8.38.3              1.01.0        ug/Lug/L
n-Propylbenzenen-Propylbenzene                 1919               1.01.0        ug/Lug/L
tert-Butylbenzene               ND               1.0        ug/L
Dibromochloromethane            ND               1.0        ug/L
2-Chlorotoluene                 ND               1.0        ug/L
4-Chlorotoluene                 ND               1.0        ug/L
1,2-Dibromo-3-                  ND               5.0        ug/L

chloropropane (DBCP)
1,3-Dichloropropane             ND               1.0        ug/L
2,2-Dichloropropane             ND               5.0        ug/L
1,1-Dichloropropene             ND               1.0        ug/L
Hexachlorobutadiene             ND               1.0        ug/L
4-Isopropyltoluene              ND               1.0        ug/L
Methyl tert-butyl ether         ND               5.0        ug/L
1,2,3-Trichlorobenzene          ND               1.0        ug/L
m-Xylene & p-Xylenem-Xylene & p-Xylene             6.76.7              2.02.0        ug/Lug/L
o-Xyleneo-Xylene                        0.20 J0.20 J           1.01.0        ug/Lug/L
Bromobenzene                    ND               1.0        ug/L
Bromochloromethane              ND               1.0        ug/L
NaphthaleneNaphthalene                     1313               1.01.0        ug/Lug/L

PERCENT          RECOVERY
SURROGATE______________________________  RECOVERY_______________  LIMITS__________
Dibromofluoromethane            102              (79 - 120)
1,2-Dichloroethane-d4           96               (65 - 126)
4-Bromofluorobenzene            107              (75 - 120)
Toluene-d8                      97               (78 - 120)

NOTE(S):NOTE(S):______________________________________________________________________________________________________________________________________________________________________________
J   Estimated result.  Result is less than RL.
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Client Sample ID: EMW-03SClient Sample ID: EMW-03S

GC/MS VolatilesGC/MS Volatiles

Lot-Sample #...:Lot-Sample #...: D9L030596-008  Work Order #...:Work Order #...: LQGD51AA       Matrix.........:Matrix.........: WATER
Date Sampled...:Date Sampled...: 12/01/09 11:33 Date Received..:Date Received..: 12/03/09
Prep Date......:Prep Date......: 12/04/09       Analysis Date..:Analysis Date..: 12/04/09
Prep Batch #...:Prep Batch #...: 9341056        Analysis Time..:Analysis Time..: 15:25
Dilution Factor:Dilution Factor: 1

Method.........:Method.........: SW846 8260B

REPORTING
PARAMETER______________________________  RESULT_______________  LIMIT_________  UNITS_________
Acetone                         ND               10         ug/L
Benzene                         ND               1.0        ug/L
Bromodichloromethane            ND               1.0        ug/L
Bromoform                       ND               1.0        ug/L
Bromomethane                    ND               2.0        ug/L
2-Butanone (MEK)                ND               6.0        ug/L
Carbon tetrachloride            ND               1.0        ug/L
Chlorobenzene                   ND               1.0        ug/L
Chloroethane                    ND               2.0        ug/L
Chloroform                      ND               1.0        ug/L
Chloromethane                   ND               2.0        ug/L
Dibromomethane                  ND               1.0        ug/L
1,2-Dibromoethane (EDB)         ND               1.0        ug/L
1,2-Dichlorobenzene             ND               1.0        ug/L
1,3-Dichlorobenzene             ND               1.0        ug/L
1,4-Dichlorobenzene             ND               1.0        ug/L
Dichlorodifluoromethane         ND               2.0        ug/L
1,1-Dichloroethane              ND               1.0        ug/L
1,2-Dichloroethane              ND               1.0        ug/L
1,1-Dichloroethene              ND               1.0        ug/L
1,2-Dichloroethene              ND               1.0        ug/L

(total)
cis-1,2-Dichloroethene          ND               1.0        ug/L
trans-1,2-Dichloroethene        ND               1.0        ug/L
1,2-Dichloropropane             ND               1.0        ug/L
cis-1,3-Dichloropropene         ND               1.0        ug/L
trans-1,3-Dichloropropene       ND               3.0        ug/L
Ethylbenzene                    ND               1.0        ug/L
2-Hexanone                      ND               5.0        ug/L
Methylene chlorideMethylene chloride              0.34 J,B0.34 J,B         5.05.0        ug/Lug/L
4-Methyl-2-pentanone            ND               5.0        ug/L
Styrene                         ND               1.0        ug/L
1,1,1,2-Tetrachloroethane       ND               1.0        ug/L
1,1,2,2-Tetrachloroethane       ND               1.0        ug/L
TetrachloroetheneTetrachloroethene               3333               1.01.0        ug/Lug/L
Toluene                         ND               1.0        ug/L
1,2,4-Trichloro-                ND               1.0        ug/L

benzene

(Continued on next page)
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Client Sample ID: EMW-03SClient Sample ID: EMW-03S

GC/MS VolatilesGC/MS Volatiles

Lot-Sample #...:Lot-Sample #...: D9L030596-008  Work Order #...:Work Order #...: LQGD51AA     Matrix.........:Matrix.........: WATER

REPORTING
PARAMETER______________________________  RESULT_______________  LIMIT_________  UNITS_________
1,1,1-Trichloroethane           ND               1.0        ug/L
1,1,2-Trichloroethane           ND               1.0        ug/L
TrichloroetheneTrichloroethene                 1.01.0              1.01.0        ug/Lug/L
Trichlorofluoromethane          ND               2.0        ug/L
1,2,3-Trichloropropane          ND               2.5        ug/L
Vinyl chloride                  ND               1.0        ug/L
Xylenes (total)                 ND               2.0        ug/L
n-Butylbenzene                  ND               1.0        ug/L
sec-Butylbenzene                ND               1.0        ug/L
Isopropylbenzene                ND               1.0        ug/L
1,2,4-Trimethylbenzene1,2,4-Trimethylbenzene          0.18 J0.18 J           1.01.0        ug/Lug/L
1,3,5-Trimethylbenzene          ND               1.0        ug/L
n-Propylbenzene                 ND               1.0        ug/L
tert-Butylbenzene               ND               1.0        ug/L
Dibromochloromethane            ND               1.0        ug/L
2-Chlorotoluene                 ND               1.0        ug/L
4-Chlorotoluene                 ND               1.0        ug/L
1,2-Dibromo-3-                  ND               5.0        ug/L

chloropropane (DBCP)
1,3-Dichloropropane             ND               1.0        ug/L
2,2-Dichloropropane             ND               5.0        ug/L
1,1-Dichloropropene             ND               1.0        ug/L
Hexachlorobutadiene             ND               1.0        ug/L
4-Isopropyltoluene              ND               1.0        ug/L
Methyl tert-butyl ether         ND               5.0        ug/L
1,2,3-Trichlorobenzene          ND               1.0        ug/L
m-Xylene & p-Xylene             ND               2.0        ug/L
o-Xylene                        ND               1.0        ug/L
Bromobenzene                    ND               1.0        ug/L
Bromochloromethane              ND               1.0        ug/L
NaphthaleneNaphthalene                     0.38 J0.38 J           1.01.0        ug/Lug/L

PERCENT          RECOVERY
SURROGATE______________________________  RECOVERY_______________  LIMITS__________
Dibromofluoromethane            106              (79 - 120)
1,2-Dichloroethane-d4           95               (65 - 126)
4-Bromofluorobenzene            109              (75 - 120)
Toluene-d8                      95               (78 - 120)

NOTE(S):NOTE(S):______________________________________________________________________________________________________________________________________________________________________________
J   Estimated result.  Result is less than RL.

B   Method blank contamination. The associated method blank contains the target analyte at a reportable level.
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Client Sample ID: EMW-03DClient Sample ID: EMW-03D

GC/MS VolatilesGC/MS Volatiles

Lot-Sample #...:Lot-Sample #...: D9L030596-009  Work Order #...:Work Order #...: LQGD81AA       Matrix.........:Matrix.........: WATER
Date Sampled...:Date Sampled...: 12/01/09 12:00 Date Received..:Date Received..: 12/03/09
Prep Date......:Prep Date......: 12/04/09       Analysis Date..:Analysis Date..: 12/04/09
Prep Batch #...:Prep Batch #...: 9341056        Analysis Time..:Analysis Time..: 15:47
Dilution Factor:Dilution Factor: 1

Method.........:Method.........: SW846 8260B

REPORTING
PARAMETER______________________________  RESULT_______________  LIMIT_________  UNITS_________
Acetone                         ND               10         ug/L
Benzene                         ND               1.0        ug/L
Bromodichloromethane            ND               1.0        ug/L
Bromoform                       ND               1.0        ug/L
Bromomethane                    ND               2.0        ug/L
2-Butanone (MEK)                ND               6.0        ug/L
Carbon tetrachloride            ND               1.0        ug/L
Chlorobenzene                   ND               1.0        ug/L
Chloroethane                    ND               2.0        ug/L
Chloroform                      ND               1.0        ug/L
Chloromethane                   ND               2.0        ug/L
Dibromomethane                  ND               1.0        ug/L
1,2-Dibromoethane (EDB)         ND               1.0        ug/L
1,2-Dichlorobenzene             ND               1.0        ug/L
1,3-Dichlorobenzene             ND               1.0        ug/L
1,4-Dichlorobenzene             ND               1.0        ug/L
Dichlorodifluoromethane         ND               2.0        ug/L
1,1-Dichloroethane              ND               1.0        ug/L
1,2-Dichloroethane              ND               1.0        ug/L
1,1-Dichloroethene              ND               1.0        ug/L
1,2-Dichloroethene              ND               1.0        ug/L

(total)
cis-1,2-Dichloroethene          ND               1.0        ug/L
trans-1,2-Dichloroethene        ND               1.0        ug/L
1,2-Dichloropropane             ND               1.0        ug/L
cis-1,3-Dichloropropene         ND               1.0        ug/L
trans-1,3-Dichloropropene       ND               3.0        ug/L
Ethylbenzene                    ND               1.0        ug/L
2-Hexanone                      ND               5.0        ug/L
Methylene chlorideMethylene chloride              0.32 J,B0.32 J,B         5.05.0        ug/Lug/L
4-Methyl-2-pentanone            ND               5.0        ug/L
Styrene                         ND               1.0        ug/L
1,1,1,2-Tetrachloroethane       ND               1.0        ug/L
1,1,2,2-Tetrachloroethane       ND               1.0        ug/L
TetrachloroetheneTetrachloroethene               9.29.2              1.01.0        ug/Lug/L
Toluene                         ND               1.0        ug/L
1,2,4-Trichloro-                ND               1.0        ug/L

benzene

(Continued on next page)
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Client Sample ID: EMW-03DClient Sample ID: EMW-03D

GC/MS VolatilesGC/MS Volatiles

Lot-Sample #...:Lot-Sample #...: D9L030596-009  Work Order #...:Work Order #...: LQGD81AA     Matrix.........:Matrix.........: WATER

REPORTING
PARAMETER______________________________  RESULT_______________  LIMIT_________  UNITS_________
1,1,1-Trichloroethane           ND               1.0        ug/L
1,1,2-Trichloroethane           ND               1.0        ug/L
TrichloroetheneTrichloroethene                 0.27 J0.27 J           1.01.0        ug/Lug/L
Trichlorofluoromethane          ND               2.0        ug/L
1,2,3-Trichloropropane          ND               2.5        ug/L
Vinyl chloride                  ND               1.0        ug/L
Xylenes (total)                 ND               2.0        ug/L
n-Butylbenzene                  ND               1.0        ug/L
sec-Butylbenzene                ND               1.0        ug/L
Isopropylbenzene                ND               1.0        ug/L
1,2,4-Trimethylbenzene          ND               1.0        ug/L
1,3,5-Trimethylbenzene          ND               1.0        ug/L
n-Propylbenzene                 ND               1.0        ug/L
tert-Butylbenzene               ND               1.0        ug/L
Dibromochloromethane            ND               1.0        ug/L
2-Chlorotoluene                 ND               1.0        ug/L
4-Chlorotoluene                 ND               1.0        ug/L
1,2-Dibromo-3-                  ND               5.0        ug/L

chloropropane (DBCP)
1,3-Dichloropropane             ND               1.0        ug/L
2,2-Dichloropropane             ND               5.0        ug/L
1,1-Dichloropropene             ND               1.0        ug/L
Hexachlorobutadiene             ND               1.0        ug/L
4-Isopropyltoluene              ND               1.0        ug/L
Methyl tert-butyl ether         ND               5.0        ug/L
1,2,3-Trichlorobenzene          ND               1.0        ug/L
m-Xylene & p-Xylene             ND               2.0        ug/L
o-Xylene                        ND               1.0        ug/L
Bromobenzene                    ND               1.0        ug/L
Bromochloromethane              ND               1.0        ug/L
Naphthalene                     ND               1.0        ug/L

PERCENT          RECOVERY
SURROGATE______________________________  RECOVERY_______________  LIMITS__________
Dibromofluoromethane            106              (79 - 120)
1,2-Dichloroethane-d4           96               (65 - 126)
4-Bromofluorobenzene            108              (75 - 120)
Toluene-d8                      96               (78 - 120)

NOTE(S):NOTE(S):______________________________________________________________________________________________________________________________________________________________________________
J   Estimated result.  Result is less than RL.

B   Method blank contamination. The associated method blank contains the target analyte at a reportable level.
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Client Sample ID: MW-1054-2Client Sample ID: MW-1054-2

GC/MS VolatilesGC/MS Volatiles

Lot-Sample #...:Lot-Sample #...: D9L030596-010  Work Order #...:Work Order #...: LQGD91AA       Matrix.........:Matrix.........: WATER
Date Sampled...:Date Sampled...: 12/01/09 12:53 Date Received..:Date Received..: 12/03/09
Prep Date......:Prep Date......: 12/07/09       Analysis Date..:Analysis Date..: 12/08/09
Prep Batch #...:Prep Batch #...: 9342558        Analysis Time..:Analysis Time..: 04:20
Dilution Factor:Dilution Factor: 2

Method.........:Method.........: SW846 8260B

REPORTING
PARAMETER______________________________  RESULT_______________  LIMIT_________  UNITS_________
Acetone                         ND               20         ug/L
Benzene                         ND               2.0        ug/L
Bromodichloromethane            ND               2.0        ug/L
Bromoform                       ND               2.0        ug/L
Bromomethane                    ND               4.0        ug/L
2-Butanone (MEK)                ND               12         ug/L
Carbon tetrachloride            ND               2.0        ug/L
Chlorobenzene                   ND               2.0        ug/L
Chloroethane                    ND               4.0        ug/L
Chloroform                      ND               2.0        ug/L
Chloromethane                   ND               4.0        ug/L
Dibromomethane                  ND               2.0        ug/L
1,2-Dibromoethane (EDB)         ND               2.0        ug/L
1,2-Dichlorobenzene             ND               2.0        ug/L
1,3-Dichlorobenzene             ND               2.0        ug/L
1,4-Dichlorobenzene             ND               2.0        ug/L
Dichlorodifluoromethane         ND               4.0        ug/L
1,1-Dichloroethane              ND               2.0        ug/L
1,2-Dichloroethane              ND               2.0        ug/L
1,1-Dichloroethene              ND               2.0        ug/L
1,2-Dichloroethene              ND               2.0        ug/L

(total)
cis-1,2-Dichloroethene          ND               2.0        ug/L
trans-1,2-Dichloroethene        ND               2.0        ug/L
1,2-Dichloropropane             ND               2.0        ug/L
cis-1,3-Dichloropropene         ND               2.0        ug/L
trans-1,3-Dichloropropene       ND               6.0        ug/L
Ethylbenzene                    ND               2.0        ug/L
2-Hexanone                      ND               10         ug/L
Methylene chloride              ND               10         ug/L
4-Methyl-2-pentanone            ND               10         ug/L
Styrene                         ND               2.0        ug/L
1,1,1,2-Tetrachloroethane       ND               2.0        ug/L
1,1,2,2-Tetrachloroethane       ND               2.0        ug/L
TetrachloroetheneTetrachloroethene               4141               2.02.0        ug/Lug/L
Toluene                         ND               2.0        ug/L
1,2,4-Trichloro-                ND               2.0        ug/L

benzene

(Continued on next page)
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Client Sample ID: MW-1054-2Client Sample ID: MW-1054-2

GC/MS VolatilesGC/MS Volatiles

Lot-Sample #...:Lot-Sample #...: D9L030596-010  Work Order #...:Work Order #...: LQGD91AA     Matrix.........:Matrix.........: WATER

REPORTING
PARAMETER______________________________  RESULT_______________  LIMIT_________  UNITS_________
1,1,1-Trichloroethane           ND               2.0        ug/L
1,1,2-Trichloroethane           ND               2.0        ug/L
TrichloroetheneTrichloroethene                 0.34 J0.34 J           2.02.0        ug/Lug/L
Trichlorofluoromethane          ND               4.0        ug/L
1,2,3-Trichloropropane          ND               5.0        ug/L
Vinyl chloride                  ND               2.0        ug/L
Xylenes (total)                 ND               4.0        ug/L
n-Butylbenzene                  ND               2.0        ug/L
sec-Butylbenzene                ND               2.0        ug/L
Isopropylbenzene                ND               2.0        ug/L
1,2,4-Trimethylbenzene          ND               2.0        ug/L
1,3,5-Trimethylbenzene          ND               2.0        ug/L
n-Propylbenzene                 ND               2.0        ug/L
tert-Butylbenzene               ND               2.0        ug/L
Dibromochloromethane            ND               2.0        ug/L
2-Chlorotoluene                 ND               2.0        ug/L
4-Chlorotoluene                 ND               2.0        ug/L
1,2-Dibromo-3-                  ND               10         ug/L

chloropropane (DBCP)
1,3-Dichloropropane             ND               2.0        ug/L
2,2-Dichloropropane             ND               10         ug/L
1,1-Dichloropropene             ND               2.0        ug/L
Hexachlorobutadiene             ND               2.0        ug/L
4-Isopropyltoluene              ND               2.0        ug/L
Methyl tert-butyl ether         ND               10         ug/L
1,2,3-Trichlorobenzene          ND               2.0        ug/L
m-Xylene & p-Xylene             ND               4.0        ug/L
o-Xylene                        ND               2.0        ug/L
Bromobenzene                    ND               2.0        ug/L
Bromochloromethane              ND               2.0        ug/L
Naphthalene                     ND               2.0        ug/L

PERCENT          RECOVERY
SURROGATE______________________________  RECOVERY_______________  LIMITS__________
Dibromofluoromethane            99               (79 - 120)
1,2-Dichloroethane-d4           89               (65 - 126)
4-Bromofluorobenzene            103              (75 - 120)
Toluene-d8                      98               (78 - 120)

NOTE(S):NOTE(S):______________________________________________________________________________________________________________________________________________________________________________
J   Estimated result.  Result is less than RL.
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Client Sample ID: MW-2Client Sample ID: MW-2

GC/MS VolatilesGC/MS Volatiles

Lot-Sample #...:Lot-Sample #...: D9L030596-011  Work Order #...:Work Order #...: LQGEE1AA       Matrix.........:Matrix.........: WATER
Date Sampled...:Date Sampled...: 12/01/09 13:28 Date Received..:Date Received..: 12/03/09
Prep Date......:Prep Date......: 12/04/09       Analysis Date..:Analysis Date..: 12/04/09
Prep Batch #...:Prep Batch #...: 9341056        Analysis Time..:Analysis Time..: 16:30
Dilution Factor:Dilution Factor: 1

Method.........:Method.........: SW846 8260B

REPORTING
PARAMETER______________________________  RESULT_______________  LIMIT_________  UNITS_________
Acetone                         ND               10         ug/L
Benzene                         ND               1.0        ug/L
Bromodichloromethane            ND               1.0        ug/L
Bromoform                       ND               1.0        ug/L
Bromomethane                    ND               2.0        ug/L
2-Butanone (MEK)                ND               6.0        ug/L
Carbon tetrachloride            ND               1.0        ug/L
Chlorobenzene                   ND               1.0        ug/L
Chloroethane                    ND               2.0        ug/L
Chloroform                      ND               1.0        ug/L
Chloromethane                   ND               2.0        ug/L
Dibromomethane                  ND               1.0        ug/L
1,2-Dibromoethane (EDB)         ND               1.0        ug/L
1,2-Dichlorobenzene             ND               1.0        ug/L
1,3-Dichlorobenzene             ND               1.0        ug/L
1,4-Dichlorobenzene             ND               1.0        ug/L
Dichlorodifluoromethane         ND               2.0        ug/L
1,1-Dichloroethane              ND               1.0        ug/L
1,2-Dichloroethane              ND               1.0        ug/L
1,1-Dichloroethene              ND               1.0        ug/L
1,2-Dichloroethene              ND               1.0        ug/L

(total)
cis-1,2-Dichloroethene          ND               1.0        ug/L
trans-1,2-Dichloroethene        ND               1.0        ug/L
1,2-Dichloropropane             ND               1.0        ug/L
cis-1,3-Dichloropropene         ND               1.0        ug/L
trans-1,3-Dichloropropene       ND               3.0        ug/L
Ethylbenzene                    ND               1.0        ug/L
2-Hexanone                      ND               5.0        ug/L
Methylene chlorideMethylene chloride              0.44 J,B0.44 J,B         5.05.0        ug/Lug/L
4-Methyl-2-pentanone            ND               5.0        ug/L
Styrene                         ND               1.0        ug/L
1,1,1,2-Tetrachloroethane       ND               1.0        ug/L
1,1,2,2-Tetrachloroethane       ND               1.0        ug/L
TetrachloroetheneTetrachloroethene               1.81.8              1.01.0        ug/Lug/L
Toluene                         ND               1.0        ug/L
1,2,4-Trichloro-                ND               1.0        ug/L

benzene

(Continued on next page)
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Client Sample ID: MW-2Client Sample ID: MW-2

GC/MS VolatilesGC/MS Volatiles

Lot-Sample #...:Lot-Sample #...: D9L030596-011  Work Order #...:Work Order #...: LQGEE1AA     Matrix.........:Matrix.........: WATER

REPORTING
PARAMETER______________________________  RESULT_______________  LIMIT_________  UNITS_________
1,1,1-Trichloroethane           ND               1.0        ug/L
1,1,2-Trichloroethane           ND               1.0        ug/L
Trichloroethene                 ND               1.0        ug/L
Trichlorofluoromethane          ND               2.0        ug/L
1,2,3-Trichloropropane          ND               2.5        ug/L
Vinyl chloride                  ND               1.0        ug/L
Xylenes (total)                 ND               2.0        ug/L
n-Butylbenzene                  ND               1.0        ug/L
sec-Butylbenzene                ND               1.0        ug/L
Isopropylbenzene                ND               1.0        ug/L
1,2,4-Trimethylbenzene          ND               1.0        ug/L
1,3,5-Trimethylbenzene          ND               1.0        ug/L
n-Propylbenzene                 ND               1.0        ug/L
tert-Butylbenzene               ND               1.0        ug/L
Dibromochloromethane            ND               1.0        ug/L
2-Chlorotoluene                 ND               1.0        ug/L
4-Chlorotoluene                 ND               1.0        ug/L
1,2-Dibromo-3-                  ND               5.0        ug/L

chloropropane (DBCP)
1,3-Dichloropropane             ND               1.0        ug/L
2,2-Dichloropropane             ND               5.0        ug/L
1,1-Dichloropropene             ND               1.0        ug/L
Hexachlorobutadiene             ND               1.0        ug/L
4-Isopropyltoluene              ND               1.0        ug/L
Methyl tert-butyl ether         ND               5.0        ug/L
1,2,3-Trichlorobenzene          ND               1.0        ug/L
m-Xylene & p-Xylene             ND               2.0        ug/L
o-Xylene                        ND               1.0        ug/L
Bromobenzene                    ND               1.0        ug/L
Bromochloromethane              ND               1.0        ug/L
Naphthalene                     ND               1.0        ug/L

PERCENT          RECOVERY
SURROGATE______________________________  RECOVERY_______________  LIMITS__________
Dibromofluoromethane            104              (79 - 120)
1,2-Dichloroethane-d4           93               (65 - 126)
4-Bromofluorobenzene            107              (75 - 120)
Toluene-d8                      97               (78 - 120)

NOTE(S):NOTE(S):______________________________________________________________________________________________________________________________________________________________________________
J   Estimated result.  Result is less than RL.

B   Method blank contamination. The associated method blank contains the target analyte at a reportable level.
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Client Sample ID: MW-7AClient Sample ID: MW-7A

GC/MS VolatilesGC/MS Volatiles

Lot-Sample #...:Lot-Sample #...: D9L030596-012  Work Order #...:Work Order #...: LQGEH1AA       Matrix.........:Matrix.........: WATER
Date Sampled...:Date Sampled...: 12/01/09 14:08 Date Received..:Date Received..: 12/03/09
Prep Date......:Prep Date......: 12/04/09       Analysis Date..:Analysis Date..: 12/04/09
Prep Batch #...:Prep Batch #...: 9341056        Analysis Time..:Analysis Time..: 16:52
Dilution Factor:Dilution Factor: 1

Method.........:Method.........: SW846 8260B

REPORTING
PARAMETER______________________________  RESULT_______________  LIMIT_________  UNITS_________
AcetoneAcetone                         7.6 J7.6 J            1010         ug/Lug/L
Benzene                         ND               1.0        ug/L
Bromodichloromethane            ND               1.0        ug/L
Bromoform                       ND               1.0        ug/L
Bromomethane                    ND               2.0        ug/L
2-Butanone (MEK)                ND               6.0        ug/L
Carbon tetrachloride            ND               1.0        ug/L
Chlorobenzene                   ND               1.0        ug/L
Chloroethane                    ND               2.0        ug/L
Chloroform                      ND               1.0        ug/L
Chloromethane                   ND               2.0        ug/L
Dibromomethane                  ND               1.0        ug/L
1,2-Dibromoethane (EDB)         ND               1.0        ug/L
1,2-Dichlorobenzene             ND               1.0        ug/L
1,3-Dichlorobenzene             ND               1.0        ug/L
1,4-Dichlorobenzene             ND               1.0        ug/L
Dichlorodifluoromethane         ND               2.0        ug/L
1,1-Dichloroethane              ND               1.0        ug/L
1,2-Dichloroethane              ND               1.0        ug/L
1,1-Dichloroethene              ND               1.0        ug/L
1,2-Dichloroethene              ND               1.0        ug/L

(total)
cis-1,2-Dichloroethene          ND               1.0        ug/L
trans-1,2-Dichloroethene        ND               1.0        ug/L
1,2-Dichloropropane             ND               1.0        ug/L
cis-1,3-Dichloropropene         ND               1.0        ug/L
trans-1,3-Dichloropropene       ND               3.0        ug/L
Ethylbenzene                    ND               1.0        ug/L
2-Hexanone                      ND               5.0        ug/L
Methylene chlorideMethylene chloride              0.41 J,B0.41 J,B         5.05.0        ug/Lug/L
4-Methyl-2-pentanone            ND               5.0        ug/L
Styrene                         ND               1.0        ug/L
1,1,1,2-Tetrachloroethane       ND               1.0        ug/L
1,1,2,2-Tetrachloroethane       ND               1.0        ug/L
TetrachloroetheneTetrachloroethene               2020               1.01.0        ug/Lug/L
Toluene                         ND               1.0        ug/L
1,2,4-Trichloro-                ND               1.0        ug/L

benzene

(Continued on next page)
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Client Sample ID: MW-7AClient Sample ID: MW-7A

GC/MS VolatilesGC/MS Volatiles

Lot-Sample #...:Lot-Sample #...: D9L030596-012  Work Order #...:Work Order #...: LQGEH1AA     Matrix.........:Matrix.........: WATER

REPORTING
PARAMETER______________________________  RESULT_______________  LIMIT_________  UNITS_________
1,1,1-Trichloroethane           ND               1.0        ug/L
1,1,2-Trichloroethane           ND               1.0        ug/L
TrichloroetheneTrichloroethene                 0.98 J0.98 J           1.01.0        ug/Lug/L
Trichlorofluoromethane          ND               2.0        ug/L
1,2,3-Trichloropropane          ND               2.5        ug/L
Vinyl chloride                  ND               1.0        ug/L
Xylenes (total)Xylenes (total)                 0.30 J0.30 J           2.02.0        ug/Lug/L
n-Butylbenzene                  ND               1.0        ug/L
sec-Butylbenzene                ND               1.0        ug/L
Isopropylbenzene                ND               1.0        ug/L
1,2,4-Trimethylbenzene          ND               1.0        ug/L
1,3,5-Trimethylbenzene          ND               1.0        ug/L
n-Propylbenzene                 ND               1.0        ug/L
tert-Butylbenzene               ND               1.0        ug/L
Dibromochloromethane            ND               1.0        ug/L
2-Chlorotoluene                 ND               1.0        ug/L
4-Chlorotoluene                 ND               1.0        ug/L
1,2-Dibromo-3-                  ND               5.0        ug/L

chloropropane (DBCP)
1,3-Dichloropropane             ND               1.0        ug/L
2,2-Dichloropropane             ND               5.0        ug/L
1,1-Dichloropropene             ND               1.0        ug/L
Hexachlorobutadiene             ND               1.0        ug/L
4-Isopropyltoluene              ND               1.0        ug/L
Methyl tert-butyl etherMethyl tert-butyl ether         0.51 J0.51 J           5.05.0        ug/Lug/L
1,2,3-Trichlorobenzene          ND               1.0        ug/L
m-Xylene & p-Xylene             ND               2.0        ug/L
o-Xylene                        ND               1.0        ug/L
Bromobenzene                    ND               1.0        ug/L
Bromochloromethane              ND               1.0        ug/L
Naphthalene                     ND               1.0        ug/L

PERCENT          RECOVERY
SURROGATE______________________________  RECOVERY_______________  LIMITS__________
Dibromofluoromethane            103              (79 - 120)
1,2-Dichloroethane-d4           94               (65 - 126)
4-Bromofluorobenzene            106              (75 - 120)
Toluene-d8                      94               (78 - 120)

NOTE(S):NOTE(S):______________________________________________________________________________________________________________________________________________________________________________
J   Estimated result.  Result is less than RL.

B   Method blank contamination. The associated method blank contains the target analyte at a reportable level.
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Client Sample ID: EMW-06DClient Sample ID: EMW-06D

GC/MS VolatilesGC/MS Volatiles

Lot-Sample #...:Lot-Sample #...: D9L030596-013  Work Order #...:Work Order #...: LQGEJ1AA       Matrix.........:Matrix.........: WATER
Date Sampled...:Date Sampled...: 12/01/09 15:07 Date Received..:Date Received..: 12/03/09
Prep Date......:Prep Date......: 12/04/09       Analysis Date..:Analysis Date..: 12/04/09
Prep Batch #...:Prep Batch #...: 9341056        Analysis Time..:Analysis Time..: 17:14
Dilution Factor:Dilution Factor: 1

Method.........:Method.........: SW846 8260B

REPORTING
PARAMETER______________________________  RESULT_______________  LIMIT_________  UNITS_________
Acetone                         ND               10         ug/L
Benzene                         ND               1.0        ug/L
Bromodichloromethane            ND               1.0        ug/L
Bromoform                       ND               1.0        ug/L
Bromomethane                    ND               2.0        ug/L
2-Butanone (MEK)                ND               6.0        ug/L
Carbon tetrachloride            ND               1.0        ug/L
Chlorobenzene                   ND               1.0        ug/L
Chloroethane                    ND               2.0        ug/L
Chloroform                      ND               1.0        ug/L
Chloromethane                   ND               2.0        ug/L
Dibromomethane                  ND               1.0        ug/L
1,2-Dibromoethane (EDB)         ND               1.0        ug/L
1,2-Dichlorobenzene             ND               1.0        ug/L
1,3-Dichlorobenzene             ND               1.0        ug/L
1,4-Dichlorobenzene             ND               1.0        ug/L
Dichlorodifluoromethane         ND               2.0        ug/L
1,1-Dichloroethane              ND               1.0        ug/L
1,2-Dichloroethane              ND               1.0        ug/L
1,1-Dichloroethene              ND               1.0        ug/L
1,2-Dichloroethene              ND               1.0        ug/L

(total)
cis-1,2-Dichloroethene          ND               1.0        ug/L
trans-1,2-Dichloroethene        ND               1.0        ug/L
1,2-Dichloropropane             ND               1.0        ug/L
cis-1,3-Dichloropropene         ND               1.0        ug/L
trans-1,3-Dichloropropene       ND               3.0        ug/L
Ethylbenzene                    ND               1.0        ug/L
2-Hexanone                      ND               5.0        ug/L
Methylene chlorideMethylene chloride              0.39 J,B0.39 J,B         5.05.0        ug/Lug/L
4-Methyl-2-pentanone            ND               5.0        ug/L
Styrene                         ND               1.0        ug/L
1,1,1,2-Tetrachloroethane       ND               1.0        ug/L
1,1,2,2-Tetrachloroethane       ND               1.0        ug/L
TetrachloroetheneTetrachloroethene               3030               1.01.0        ug/Lug/L
Toluene                         ND               1.0        ug/L
1,2,4-Trichloro-                ND               1.0        ug/L

benzene

(Continued on next page)
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Client Sample ID: EMW-06DClient Sample ID: EMW-06D

GC/MS VolatilesGC/MS Volatiles

Lot-Sample #...:Lot-Sample #...: D9L030596-013  Work Order #...:Work Order #...: LQGEJ1AA     Matrix.........:Matrix.........: WATER

REPORTING
PARAMETER______________________________  RESULT_______________  LIMIT_________  UNITS_________
1,1,1-Trichloroethane           ND               1.0        ug/L
1,1,2-Trichloroethane           ND               1.0        ug/L
TrichloroetheneTrichloroethene                 0.27 J0.27 J           1.01.0        ug/Lug/L
Trichlorofluoromethane          ND               2.0        ug/L
1,2,3-Trichloropropane          ND               2.5        ug/L
Vinyl chloride                  ND               1.0        ug/L
Xylenes (total)                 ND               2.0        ug/L
n-Butylbenzene                  ND               1.0        ug/L
sec-Butylbenzene                ND               1.0        ug/L
Isopropylbenzene                ND               1.0        ug/L
1,2,4-Trimethylbenzene          ND               1.0        ug/L
1,3,5-Trimethylbenzene          ND               1.0        ug/L
n-Propylbenzene                 ND               1.0        ug/L
tert-Butylbenzene               ND               1.0        ug/L
Dibromochloromethane            ND               1.0        ug/L
2-Chlorotoluene                 ND               1.0        ug/L
4-Chlorotoluene                 ND               1.0        ug/L
1,2-Dibromo-3-                  ND               5.0        ug/L

chloropropane (DBCP)
1,3-Dichloropropane             ND               1.0        ug/L
2,2-Dichloropropane             ND               5.0        ug/L
1,1-Dichloropropene             ND               1.0        ug/L
Hexachlorobutadiene             ND               1.0        ug/L
4-Isopropyltoluene              ND               1.0        ug/L
Methyl tert-butyl ether         ND               5.0        ug/L
1,2,3-Trichlorobenzene          ND               1.0        ug/L
m-Xylene & p-Xylene             ND               2.0        ug/L
o-Xylene                        ND               1.0        ug/L
Bromobenzene                    ND               1.0        ug/L
Bromochloromethane              ND               1.0        ug/L
Naphthalene                     ND               1.0        ug/L

PERCENT          RECOVERY
SURROGATE______________________________  RECOVERY_______________  LIMITS__________
Dibromofluoromethane            106              (79 - 120)
1,2-Dichloroethane-d4           95               (65 - 126)
4-Bromofluorobenzene            108              (75 - 120)
Toluene-d8                      95               (78 - 120)

NOTE(S):NOTE(S):______________________________________________________________________________________________________________________________________________________________________________
J   Estimated result.  Result is less than RL.

B   Method blank contamination. The associated method blank contains the target analyte at a reportable level.
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Client Sample ID: EMW-06DDUPClient Sample ID: EMW-06DDUP

GC/MS VolatilesGC/MS Volatiles

Lot-Sample #...:Lot-Sample #...: D9L030596-014  Work Order #...:Work Order #...: LQGEM1AA       Matrix.........:Matrix.........: WATER
Date Sampled...:Date Sampled...: 12/01/09 15:07 Date Received..:Date Received..: 12/03/09
Prep Date......:Prep Date......: 12/04/09       Analysis Date..:Analysis Date..: 12/04/09
Prep Batch #...:Prep Batch #...: 9341056        Analysis Time..:Analysis Time..: 17:35
Dilution Factor:Dilution Factor: 1

Method.........:Method.........: SW846 8260B

REPORTING
PARAMETER______________________________  RESULT_______________  LIMIT_________  UNITS_________
Acetone                         ND               10         ug/L
Benzene                         ND               1.0        ug/L
Bromodichloromethane            ND               1.0        ug/L
Bromoform                       ND               1.0        ug/L
Bromomethane                    ND               2.0        ug/L
2-Butanone (MEK)                ND               6.0        ug/L
Carbon tetrachloride            ND               1.0        ug/L
Chlorobenzene                   ND               1.0        ug/L
Chloroethane                    ND               2.0        ug/L
Chloroform                      ND               1.0        ug/L
Chloromethane                   ND               2.0        ug/L
Dibromomethane                  ND               1.0        ug/L
1,2-Dibromoethane (EDB)         ND               1.0        ug/L
1,2-Dichlorobenzene             ND               1.0        ug/L
1,3-Dichlorobenzene             ND               1.0        ug/L
1,4-Dichlorobenzene             ND               1.0        ug/L
Dichlorodifluoromethane         ND               2.0        ug/L
1,1-Dichloroethane              ND               1.0        ug/L
1,2-Dichloroethane              ND               1.0        ug/L
1,1-Dichloroethene              ND               1.0        ug/L
1,2-Dichloroethene              ND               1.0        ug/L

(total)
cis-1,2-Dichloroethene          ND               1.0        ug/L
trans-1,2-Dichloroethene        ND               1.0        ug/L
1,2-Dichloropropane             ND               1.0        ug/L
cis-1,3-Dichloropropene         ND               1.0        ug/L
trans-1,3-Dichloropropene       ND               3.0        ug/L
Ethylbenzene                    ND               1.0        ug/L
2-Hexanone                      ND               5.0        ug/L
Methylene chlorideMethylene chloride              0.40 J,B0.40 J,B         5.05.0        ug/Lug/L
4-Methyl-2-pentanone            ND               5.0        ug/L
Styrene                         ND               1.0        ug/L
1,1,1,2-Tetrachloroethane       ND               1.0        ug/L
1,1,2,2-Tetrachloroethane       ND               1.0        ug/L
TetrachloroetheneTetrachloroethene               3131               1.01.0        ug/Lug/L
Toluene                         ND               1.0        ug/L
1,2,4-Trichloro-                ND               1.0        ug/L

benzene

(Continued on next page)
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Client Sample ID: EMW-06DDUPClient Sample ID: EMW-06DDUP

GC/MS VolatilesGC/MS Volatiles

Lot-Sample #...:Lot-Sample #...: D9L030596-014  Work Order #...:Work Order #...: LQGEM1AA     Matrix.........:Matrix.........: WATER

REPORTING
PARAMETER______________________________  RESULT_______________  LIMIT_________  UNITS_________
1,1,1-Trichloroethane           ND               1.0        ug/L
1,1,2-Trichloroethane           ND               1.0        ug/L
TrichloroetheneTrichloroethene                 0.28 J0.28 J           1.01.0        ug/Lug/L
Trichlorofluoromethane          ND               2.0        ug/L
1,2,3-Trichloropropane          ND               2.5        ug/L
Vinyl chloride                  ND               1.0        ug/L
Xylenes (total)                 ND               2.0        ug/L
n-Butylbenzene                  ND               1.0        ug/L
sec-Butylbenzene                ND               1.0        ug/L
Isopropylbenzene                ND               1.0        ug/L
1,2,4-Trimethylbenzene          ND               1.0        ug/L
1,3,5-Trimethylbenzene          ND               1.0        ug/L
n-Propylbenzene                 ND               1.0        ug/L
tert-Butylbenzene               ND               1.0        ug/L
Dibromochloromethane            ND               1.0        ug/L
2-Chlorotoluene                 ND               1.0        ug/L
4-Chlorotoluene                 ND               1.0        ug/L
1,2-Dibromo-3-                  ND               5.0        ug/L

chloropropane (DBCP)
1,3-Dichloropropane             ND               1.0        ug/L
2,2-Dichloropropane             ND               5.0        ug/L
1,1-Dichloropropene             ND               1.0        ug/L
Hexachlorobutadiene             ND               1.0        ug/L
4-Isopropyltoluene              ND               1.0        ug/L
Methyl tert-butyl ether         ND               5.0        ug/L
1,2,3-Trichlorobenzene          ND               1.0        ug/L
m-Xylene & p-Xylene             ND               2.0        ug/L
o-Xylene                        ND               1.0        ug/L
Bromobenzene                    ND               1.0        ug/L
Bromochloromethane              ND               1.0        ug/L
Naphthalene                     ND               1.0        ug/L

PERCENT          RECOVERY
SURROGATE______________________________  RECOVERY_______________  LIMITS__________
Dibromofluoromethane            105              (79 - 120)
1,2-Dichloroethane-d4           93               (65 - 126)
4-Bromofluorobenzene            107              (75 - 120)
Toluene-d8                      96               (78 - 120)

NOTE(S):NOTE(S):______________________________________________________________________________________________________________________________________________________________________________
J   Estimated result.  Result is less than RL.

B   Method blank contamination. The associated method blank contains the target analyte at a reportable level.
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Client Sample ID: EMW-06SClient Sample ID: EMW-06S

GC/MS VolatilesGC/MS Volatiles

Lot-Sample #...:Lot-Sample #...: D9L030596-015  Work Order #...:Work Order #...: LQGER1AA       Matrix.........:Matrix.........: WATER
Date Sampled...:Date Sampled...: 12/02/09 09:16 Date Received..:Date Received..: 12/03/09
Prep Date......:Prep Date......: 12/04/09       Analysis Date..:Analysis Date..: 12/04/09
Prep Batch #...:Prep Batch #...: 9341056        Analysis Time..:Analysis Time..: 17:57
Dilution Factor:Dilution Factor: 1

Method.........:Method.........: SW846 8260B

REPORTING
PARAMETER______________________________  RESULT_______________  LIMIT_________  UNITS_________
Acetone                         ND               10         ug/L
Benzene                         ND               1.0        ug/L
Bromodichloromethane            ND               1.0        ug/L
Bromoform                       ND               1.0        ug/L
Bromomethane                    ND               2.0        ug/L
2-Butanone (MEK)                ND               6.0        ug/L
Carbon tetrachloride            ND               1.0        ug/L
Chlorobenzene                   ND               1.0        ug/L
Chloroethane                    ND               2.0        ug/L
Chloroform                      ND               1.0        ug/L
Chloromethane                   ND               2.0        ug/L
Dibromomethane                  ND               1.0        ug/L
1,2-Dibromoethane (EDB)         ND               1.0        ug/L
1,2-Dichlorobenzene             ND               1.0        ug/L
1,3-Dichlorobenzene             ND               1.0        ug/L
1,4-Dichlorobenzene             ND               1.0        ug/L
Dichlorodifluoromethane         ND               2.0        ug/L
1,1-Dichloroethane              ND               1.0        ug/L
1,2-Dichloroethane              ND               1.0        ug/L
1,1-Dichloroethene              ND               1.0        ug/L
1,2-Dichloroethene              ND               1.0        ug/L

(total)
cis-1,2-Dichloroethene          ND               1.0        ug/L
trans-1,2-Dichloroethene        ND               1.0        ug/L
1,2-Dichloropropane             ND               1.0        ug/L
cis-1,3-Dichloropropene         ND               1.0        ug/L
trans-1,3-Dichloropropene       ND               3.0        ug/L
Ethylbenzene                    ND               1.0        ug/L
2-Hexanone                      ND               5.0        ug/L
Methylene chlorideMethylene chloride              0.41 J,B0.41 J,B         5.05.0        ug/Lug/L
4-Methyl-2-pentanone            ND               5.0        ug/L
Styrene                         ND               1.0        ug/L
1,1,1,2-Tetrachloroethane       ND               1.0        ug/L
1,1,2,2-Tetrachloroethane       ND               1.0        ug/L
TetrachloroetheneTetrachloroethene               1818               1.01.0        ug/Lug/L
Toluene                         ND               1.0        ug/L
1,2,4-Trichloro-                ND               1.0        ug/L

benzene

(Continued on next page)
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Client Sample ID: EMW-06SClient Sample ID: EMW-06S

GC/MS VolatilesGC/MS Volatiles

Lot-Sample #...:Lot-Sample #...: D9L030596-015  Work Order #...:Work Order #...: LQGER1AA     Matrix.........:Matrix.........: WATER

REPORTING
PARAMETER______________________________  RESULT_______________  LIMIT_________  UNITS_________
1,1,1-Trichloroethane           ND               1.0        ug/L
1,1,2-Trichloroethane           ND               1.0        ug/L
Trichloroethene                 ND               1.0        ug/L
Trichlorofluoromethane          ND               2.0        ug/L
1,2,3-Trichloropropane          ND               2.5        ug/L
Vinyl chloride                  ND               1.0        ug/L
Xylenes (total)                 ND               2.0        ug/L
n-Butylbenzene                  ND               1.0        ug/L
sec-Butylbenzene                ND               1.0        ug/L
Isopropylbenzene                ND               1.0        ug/L
1,2,4-Trimethylbenzene          ND               1.0        ug/L
1,3,5-Trimethylbenzene          ND               1.0        ug/L
n-Propylbenzene                 ND               1.0        ug/L
tert-Butylbenzene               ND               1.0        ug/L
Dibromochloromethane            ND               1.0        ug/L
2-Chlorotoluene                 ND               1.0        ug/L
4-Chlorotoluene                 ND               1.0        ug/L
1,2-Dibromo-3-                  ND               5.0        ug/L

chloropropane (DBCP)
1,3-Dichloropropane             ND               1.0        ug/L
2,2-Dichloropropane             ND               5.0        ug/L
1,1-Dichloropropene             ND               1.0        ug/L
Hexachlorobutadiene             ND               1.0        ug/L
4-Isopropyltoluene              ND               1.0        ug/L
Methyl tert-butyl ether         ND               5.0        ug/L
1,2,3-Trichlorobenzene          ND               1.0        ug/L
m-Xylene & p-Xylene             ND               2.0        ug/L
o-Xylene                        ND               1.0        ug/L
Bromobenzene                    ND               1.0        ug/L
Bromochloromethane              ND               1.0        ug/L
Naphthalene                     ND               1.0        ug/L

PERCENT          RECOVERY
SURROGATE______________________________  RECOVERY_______________  LIMITS__________
Dibromofluoromethane            106              (79 - 120)
1,2-Dichloroethane-d4           97               (65 - 126)
4-Bromofluorobenzene            108              (75 - 120)
Toluene-d8                      96               (78 - 120)

NOTE(S):NOTE(S):______________________________________________________________________________________________________________________________________________________________________________
J   Estimated result.  Result is less than RL.

B   Method blank contamination. The associated method blank contains the target analyte at a reportable level.
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Client Sample ID: EMW-07Client Sample ID: EMW-07

GC/MS VolatilesGC/MS Volatiles

Lot-Sample #...:Lot-Sample #...: D9L030596-016  Work Order #...:Work Order #...: LQGEX1AA       Matrix.........:Matrix.........: WATER
Date Sampled...:Date Sampled...: 12/02/09 09:56 Date Received..:Date Received..: 12/03/09
Prep Date......:Prep Date......: 12/04/09       Analysis Date..:Analysis Date..: 12/04/09
Prep Batch #...:Prep Batch #...: 9341056        Analysis Time..:Analysis Time..: 18:19
Dilution Factor:Dilution Factor: 1

Method.........:Method.........: SW846 8260B

REPORTING
PARAMETER______________________________  RESULT_______________  LIMIT_________  UNITS_________
Acetone                         ND               10         ug/L
Benzene                         ND               1.0        ug/L
Bromodichloromethane            ND               1.0        ug/L
Bromoform                       ND               1.0        ug/L
Bromomethane                    ND               2.0        ug/L
2-Butanone (MEK)                ND               6.0        ug/L
Carbon tetrachloride            ND               1.0        ug/L
Chlorobenzene                   ND               1.0        ug/L
Chloroethane                    ND               2.0        ug/L
Chloroform                      ND               1.0        ug/L
Chloromethane                   ND               2.0        ug/L
Dibromomethane                  ND               1.0        ug/L
1,2-Dibromoethane (EDB)         ND               1.0        ug/L
1,2-Dichlorobenzene             ND               1.0        ug/L
1,3-Dichlorobenzene             ND               1.0        ug/L
1,4-Dichlorobenzene             ND               1.0        ug/L
Dichlorodifluoromethane         ND               2.0        ug/L
1,1-Dichloroethane              ND               1.0        ug/L
1,2-Dichloroethane              ND               1.0        ug/L
1,1-Dichloroethene              ND               1.0        ug/L
1,2-Dichloroethene              ND               1.0        ug/L

(total)
cis-1,2-Dichloroethene          ND               1.0        ug/L
trans-1,2-Dichloroethene        ND               1.0        ug/L
1,2-Dichloropropane             ND               1.0        ug/L
cis-1,3-Dichloropropene         ND               1.0        ug/L
trans-1,3-Dichloropropene       ND               3.0        ug/L
Ethylbenzene                    ND               1.0        ug/L
2-Hexanone                      ND               5.0        ug/L
Methylene chlorideMethylene chloride              0.39 J,B0.39 J,B         5.05.0        ug/Lug/L
4-Methyl-2-pentanone            ND               5.0        ug/L
Styrene                         ND               1.0        ug/L
1,1,1,2-Tetrachloroethane       ND               1.0        ug/L
1,1,2,2-Tetrachloroethane       ND               1.0        ug/L
TetrachloroetheneTetrachloroethene               1919               1.01.0        ug/Lug/L
Toluene                         ND               1.0        ug/L
1,2,4-Trichloro-                ND               1.0        ug/L

benzene

(Continued on next page)
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Client Sample ID: EMW-07Client Sample ID: EMW-07

GC/MS VolatilesGC/MS Volatiles

Lot-Sample #...:Lot-Sample #...: D9L030596-016  Work Order #...:Work Order #...: LQGEX1AA     Matrix.........:Matrix.........: WATER

REPORTING
PARAMETER______________________________  RESULT_______________  LIMIT_________  UNITS_________
1,1,1-Trichloroethane           ND               1.0        ug/L
1,1,2-Trichloroethane           ND               1.0        ug/L
Trichloroethene                 ND               1.0        ug/L
Trichlorofluoromethane          ND               2.0        ug/L
1,2,3-Trichloropropane          ND               2.5        ug/L
Vinyl chloride                  ND               1.0        ug/L
Xylenes (total)                 ND               2.0        ug/L
n-Butylbenzene                  ND               1.0        ug/L
sec-Butylbenzene                ND               1.0        ug/L
Isopropylbenzene                ND               1.0        ug/L
1,2,4-Trimethylbenzene          ND               1.0        ug/L
1,3,5-Trimethylbenzene          ND               1.0        ug/L
n-Propylbenzene                 ND               1.0        ug/L
tert-Butylbenzene               ND               1.0        ug/L
Dibromochloromethane            ND               1.0        ug/L
2-Chlorotoluene                 ND               1.0        ug/L
4-Chlorotoluene                 ND               1.0        ug/L
1,2-Dibromo-3-                  ND               5.0        ug/L

chloropropane (DBCP)
1,3-Dichloropropane             ND               1.0        ug/L
2,2-Dichloropropane             ND               5.0        ug/L
1,1-Dichloropropene             ND               1.0        ug/L
Hexachlorobutadiene             ND               1.0        ug/L
4-Isopropyltoluene              ND               1.0        ug/L
Methyl tert-butyl ether         ND               5.0        ug/L
1,2,3-Trichlorobenzene          ND               1.0        ug/L
m-Xylene & p-Xylene             ND               2.0        ug/L
o-Xylene                        ND               1.0        ug/L
Bromobenzene                    ND               1.0        ug/L
Bromochloromethane              ND               1.0        ug/L
Naphthalene                     ND               1.0        ug/L

PERCENT          RECOVERY
SURROGATE______________________________  RECOVERY_______________  LIMITS__________
Dibromofluoromethane            104              (79 - 120)
1,2-Dichloroethane-d4           97               (65 - 126)
4-Bromofluorobenzene            106              (75 - 120)
Toluene-d8                      94               (78 - 120)

NOTE(S):NOTE(S):______________________________________________________________________________________________________________________________________________________________________________
J   Estimated result.  Result is less than RL.

B   Method blank contamination. The associated method blank contains the target analyte at a reportable level.
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Client Sample ID: ESW-03Client Sample ID: ESW-03

GC/MS VolatilesGC/MS Volatiles

Lot-Sample #...:Lot-Sample #...: D9L030596-017  Work Order #...:Work Order #...: LQGE31AA       Matrix.........:Matrix.........: WATER
Date Sampled...:Date Sampled...: 12/02/09 10:30 Date Received..:Date Received..: 12/03/09
Prep Date......:Prep Date......: 12/07/09       Analysis Date..:Analysis Date..: 12/07/09
Prep Batch #...:Prep Batch #...: 9342558        Analysis Time..:Analysis Time..: 23:02
Dilution Factor:Dilution Factor: 1

Method.........:Method.........: SW846 8260B

REPORTING
PARAMETER______________________________  RESULT_______________  LIMIT_________  UNITS_________
AcetoneAcetone                         1111               1010         ug/Lug/L
Benzene                         ND               1.0        ug/L
Bromodichloromethane            ND               1.0        ug/L
Bromoform                       ND               1.0        ug/L
Bromomethane                    ND               2.0        ug/L
2-Butanone (MEK)                ND               6.0        ug/L
Carbon tetrachloride            ND               1.0        ug/L
Chlorobenzene                   ND               1.0        ug/L
Chloroethane                    ND               2.0        ug/L
Chloroform                      ND               1.0        ug/L
Chloromethane                   ND               2.0        ug/L
Dibromomethane                  ND               1.0        ug/L
1,2-Dibromoethane (EDB)         ND               1.0        ug/L
1,2-Dichlorobenzene             ND               1.0        ug/L
1,3-Dichlorobenzene             ND               1.0        ug/L
1,4-Dichlorobenzene             ND               1.0        ug/L
Dichlorodifluoromethane         ND               2.0        ug/L
1,1-Dichloroethane              ND               1.0        ug/L
1,2-Dichloroethane              ND               1.0        ug/L
1,1-Dichloroethene              ND               1.0        ug/L
1,2-Dichloroethene              ND               1.0        ug/L

(total)
cis-1,2-Dichloroethene          ND               1.0        ug/L
trans-1,2-Dichloroethene        ND               1.0        ug/L
1,2-Dichloropropane             ND               1.0        ug/L
cis-1,3-Dichloropropene         ND               1.0        ug/L
trans-1,3-Dichloropropene       ND               3.0        ug/L
Ethylbenzene                    ND               1.0        ug/L
2-Hexanone                      ND               5.0        ug/L
Methylene chloride              ND               5.0        ug/L
4-Methyl-2-pentanone            ND               5.0        ug/L
Styrene                         ND               1.0        ug/L
1,1,1,2-Tetrachloroethane       ND               1.0        ug/L
1,1,2,2-Tetrachloroethane       ND               1.0        ug/L
TetrachloroetheneTetrachloroethene               0.75 J0.75 J           1.01.0        ug/Lug/L
Toluene                         ND               1.0        ug/L
1,2,4-Trichloro-                ND               1.0        ug/L

benzene

(Continued on next page)
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Client Sample ID: ESW-03Client Sample ID: ESW-03

GC/MS VolatilesGC/MS Volatiles

Lot-Sample #...:Lot-Sample #...: D9L030596-017  Work Order #...:Work Order #...: LQGE31AA     Matrix.........:Matrix.........: WATER

REPORTING
PARAMETER______________________________  RESULT_______________  LIMIT_________  UNITS_________
1,1,1-Trichloroethane           ND               1.0        ug/L
1,1,2-Trichloroethane           ND               1.0        ug/L
Trichloroethene                 ND               1.0        ug/L
Trichlorofluoromethane          ND               2.0        ug/L
1,2,3-Trichloropropane          ND               2.5        ug/L
Vinyl chloride                  ND               1.0        ug/L
Xylenes (total)                 ND               2.0        ug/L
n-Butylbenzene                  ND               1.0        ug/L
sec-Butylbenzene                ND               1.0        ug/L
Isopropylbenzene                ND               1.0        ug/L
1,2,4-Trimethylbenzene          ND               1.0        ug/L
1,3,5-Trimethylbenzene          ND               1.0        ug/L
n-Propylbenzene                 ND               1.0        ug/L
tert-Butylbenzene               ND               1.0        ug/L
Dibromochloromethane            ND               1.0        ug/L
2-Chlorotoluene                 ND               1.0        ug/L
4-Chlorotoluene                 ND               1.0        ug/L
1,2-Dibromo-3-                  ND               5.0        ug/L

chloropropane (DBCP)
1,3-Dichloropropane             ND               1.0        ug/L
2,2-Dichloropropane             ND               5.0        ug/L
1,1-Dichloropropene             ND               1.0        ug/L
Hexachlorobutadiene             ND               1.0        ug/L
4-Isopropyltoluene              ND               1.0        ug/L
Methyl tert-butyl ether         ND               5.0        ug/L
1,2,3-Trichlorobenzene          ND               1.0        ug/L
m-Xylene & p-Xylene             ND               2.0        ug/L
o-Xylene                        ND               1.0        ug/L
Bromobenzene                    ND               1.0        ug/L
Bromochloromethane              ND               1.0        ug/L
Naphthalene                     ND               1.0        ug/L

PERCENT          RECOVERY
SURROGATE______________________________  RECOVERY_______________  LIMITS__________
Dibromofluoromethane            94               (79 - 120)
1,2-Dichloroethane-d4           83               (65 - 126)
4-Bromofluorobenzene            100              (75 - 120)
Toluene-d8                      103              (78 - 120)

NOTE(S):NOTE(S):______________________________________________________________________________________________________________________________________________________________________________
J   Estimated result.  Result is less than RL.
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Client Sample ID: ESW-02Client Sample ID: ESW-02

GC/MS VolatilesGC/MS Volatiles

Lot-Sample #...:Lot-Sample #...: D9L030596-018  Work Order #...:Work Order #...: LQGE81AA       Matrix.........:Matrix.........: WATER
Date Sampled...:Date Sampled...: 12/02/09 11:25 Date Received..:Date Received..: 12/03/09
Prep Date......:Prep Date......: 12/07/09       Analysis Date..:Analysis Date..: 12/07/09
Prep Batch #...:Prep Batch #...: 9342558        Analysis Time..:Analysis Time..: 23:21
Dilution Factor:Dilution Factor: 1

Method.........:Method.........: SW846 8260B

REPORTING
PARAMETER______________________________  RESULT_______________  LIMIT_________  UNITS_________
AcetoneAcetone                         4.8 J4.8 J            1010         ug/Lug/L
Benzene                         ND               1.0        ug/L
Bromodichloromethane            ND               1.0        ug/L
Bromoform                       ND               1.0        ug/L
Bromomethane                    ND               2.0        ug/L
2-Butanone (MEK)                ND               6.0        ug/L
Carbon tetrachloride            ND               1.0        ug/L
Chlorobenzene                   ND               1.0        ug/L
Chloroethane                    ND               2.0        ug/L
Chloroform                      ND               1.0        ug/L
Chloromethane                   ND               2.0        ug/L
Dibromomethane                  ND               1.0        ug/L
1,2-Dibromoethane (EDB)         ND               1.0        ug/L
1,2-Dichlorobenzene             ND               1.0        ug/L
1,3-Dichlorobenzene             ND               1.0        ug/L
1,4-Dichlorobenzene             ND               1.0        ug/L
Dichlorodifluoromethane         ND               2.0        ug/L
1,1-Dichloroethane              ND               1.0        ug/L
1,2-Dichloroethane              ND               1.0        ug/L
1,1-Dichloroethene              ND               1.0        ug/L
1,2-Dichloroethene              ND               1.0        ug/L

(total)
cis-1,2-Dichloroethene          ND               1.0        ug/L
trans-1,2-Dichloroethene        ND               1.0        ug/L
1,2-Dichloropropane             ND               1.0        ug/L
cis-1,3-Dichloropropene         ND               1.0        ug/L
trans-1,3-Dichloropropene       ND               3.0        ug/L
Ethylbenzene                    ND               1.0        ug/L
2-Hexanone                      ND               5.0        ug/L
Methylene chloride              ND               5.0        ug/L
4-Methyl-2-pentanone            ND               5.0        ug/L
Styrene                         ND               1.0        ug/L
1,1,1,2-Tetrachloroethane       ND               1.0        ug/L
1,1,2,2-Tetrachloroethane       ND               1.0        ug/L
TetrachloroetheneTetrachloroethene               0.43 J0.43 J           1.01.0        ug/Lug/L
Toluene                         ND               1.0        ug/L
1,2,4-Trichloro-                ND               1.0        ug/L

benzene

(Continued on next page)
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Client Sample ID: ESW-02Client Sample ID: ESW-02

GC/MS VolatilesGC/MS Volatiles

Lot-Sample #...:Lot-Sample #...: D9L030596-018  Work Order #...:Work Order #...: LQGE81AA     Matrix.........:Matrix.........: WATER

REPORTING
PARAMETER______________________________  RESULT_______________  LIMIT_________  UNITS_________
1,1,1-Trichloroethane           ND               1.0        ug/L
1,1,2-Trichloroethane           ND               1.0        ug/L
Trichloroethene                 ND               1.0        ug/L
Trichlorofluoromethane          ND               2.0        ug/L
1,2,3-Trichloropropane          ND               2.5        ug/L
Vinyl chloride                  ND               1.0        ug/L
Xylenes (total)                 ND               2.0        ug/L
n-Butylbenzene                  ND               1.0        ug/L
sec-Butylbenzene                ND               1.0        ug/L
Isopropylbenzene                ND               1.0        ug/L
1,2,4-Trimethylbenzene          ND               1.0        ug/L
1,3,5-Trimethylbenzene          ND               1.0        ug/L
n-Propylbenzene                 ND               1.0        ug/L
tert-Butylbenzene               ND               1.0        ug/L
Dibromochloromethane            ND               1.0        ug/L
2-Chlorotoluene                 ND               1.0        ug/L
4-Chlorotoluene                 ND               1.0        ug/L
1,2-Dibromo-3-                  ND               5.0        ug/L

chloropropane (DBCP)
1,3-Dichloropropane             ND               1.0        ug/L
2,2-Dichloropropane             ND               5.0        ug/L
1,1-Dichloropropene             ND               1.0        ug/L
Hexachlorobutadiene             ND               1.0        ug/L
4-Isopropyltoluene              ND               1.0        ug/L
Methyl tert-butyl ether         ND               5.0        ug/L
1,2,3-Trichlorobenzene          ND               1.0        ug/L
m-Xylene & p-Xylene             ND               2.0        ug/L
o-Xylene                        ND               1.0        ug/L
Bromobenzene                    ND               1.0        ug/L
Bromochloromethane              ND               1.0        ug/L
Naphthalene                     ND               1.0        ug/L

PERCENT          RECOVERY
SURROGATE______________________________  RECOVERY_______________  LIMITS__________
Dibromofluoromethane            95               (79 - 120)
1,2-Dichloroethane-d4           79               (65 - 126)
4-Bromofluorobenzene            98               (75 - 120)
Toluene-d8                      101              (78 - 120)

NOTE(S):NOTE(S):______________________________________________________________________________________________________________________________________________________________________________
J   Estimated result.  Result is less than RL.
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Client Sample ID: ESW-01Client Sample ID: ESW-01

GC/MS VolatilesGC/MS Volatiles

Lot-Sample #...:Lot-Sample #...: D9L030596-019  Work Order #...:Work Order #...: LQGFD1AA       Matrix.........:Matrix.........: WATER
Date Sampled...:Date Sampled...: 12/02/09 11:40 Date Received..:Date Received..: 12/03/09
Prep Date......:Prep Date......: 12/07/09       Analysis Date..:Analysis Date..: 12/07/09
Prep Batch #...:Prep Batch #...: 9342558        Analysis Time..:Analysis Time..: 23:40
Dilution Factor:Dilution Factor: 1

Method.........:Method.........: SW846 8260B

REPORTING
PARAMETER______________________________  RESULT_______________  LIMIT_________  UNITS_________
Acetone                         ND               10         ug/L
Benzene                         ND               1.0        ug/L
Bromodichloromethane            ND               1.0        ug/L
Bromoform                       ND               1.0        ug/L
Bromomethane                    ND               2.0        ug/L
2-Butanone (MEK)                ND               6.0        ug/L
Carbon tetrachloride            ND               1.0        ug/L
Chlorobenzene                   ND               1.0        ug/L
Chloroethane                    ND               2.0        ug/L
Chloroform                      ND               1.0        ug/L
Chloromethane                   ND               2.0        ug/L
Dibromomethane                  ND               1.0        ug/L
1,2-Dibromoethane (EDB)         ND               1.0        ug/L
1,2-Dichlorobenzene             ND               1.0        ug/L
1,3-Dichlorobenzene             ND               1.0        ug/L
1,4-Dichlorobenzene             ND               1.0        ug/L
Dichlorodifluoromethane         ND               2.0        ug/L
1,1-Dichloroethane              ND               1.0        ug/L
1,2-Dichloroethane              ND               1.0        ug/L
1,1-Dichloroethene              ND               1.0        ug/L
1,2-Dichloroethene              ND               1.0        ug/L

(total)
cis-1,2-Dichloroethene          ND               1.0        ug/L
trans-1,2-Dichloroethene        ND               1.0        ug/L
1,2-Dichloropropane             ND               1.0        ug/L
cis-1,3-Dichloropropene         ND               1.0        ug/L
trans-1,3-Dichloropropene       ND               3.0        ug/L
Ethylbenzene                    ND               1.0        ug/L
2-Hexanone                      ND               5.0        ug/L
Methylene chloride              ND               5.0        ug/L
4-Methyl-2-pentanone            ND               5.0        ug/L
Styrene                         ND               1.0        ug/L
1,1,1,2-Tetrachloroethane       ND               1.0        ug/L
1,1,2,2-Tetrachloroethane       ND               1.0        ug/L
Tetrachloroethene               ND               1.0        ug/L
Toluene                         ND               1.0        ug/L
1,2,4-Trichloro-                ND               1.0        ug/L

benzene

(Continued on next page)
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Client Sample ID: ESW-01Client Sample ID: ESW-01

GC/MS VolatilesGC/MS Volatiles

Lot-Sample #...:Lot-Sample #...: D9L030596-019  Work Order #...:Work Order #...: LQGFD1AA     Matrix.........:Matrix.........: WATER

REPORTING
PARAMETER______________________________  RESULT_______________  LIMIT_________  UNITS_________
1,1,1-Trichloroethane           ND               1.0        ug/L
1,1,2-Trichloroethane           ND               1.0        ug/L
Trichloroethene                 ND               1.0        ug/L
Trichlorofluoromethane          ND               2.0        ug/L
1,2,3-Trichloropropane          ND               2.5        ug/L
Vinyl chloride                  ND               1.0        ug/L
Xylenes (total)                 ND               2.0        ug/L
n-Butylbenzene                  ND               1.0        ug/L
sec-Butylbenzene                ND               1.0        ug/L
Isopropylbenzene                ND               1.0        ug/L
1,2,4-Trimethylbenzene          ND               1.0        ug/L
1,3,5-Trimethylbenzene          ND               1.0        ug/L
n-Propylbenzene                 ND               1.0        ug/L
tert-Butylbenzene               ND               1.0        ug/L
Dibromochloromethane            ND               1.0        ug/L
2-Chlorotoluene                 ND               1.0        ug/L
4-Chlorotoluene                 ND               1.0        ug/L
1,2-Dibromo-3-                  ND               5.0        ug/L

chloropropane (DBCP)
1,3-Dichloropropane             ND               1.0        ug/L
2,2-Dichloropropane             ND               5.0        ug/L
1,1-Dichloropropene             ND               1.0        ug/L
Hexachlorobutadiene             ND               1.0        ug/L
4-Isopropyltoluene              ND               1.0        ug/L
Methyl tert-butyl ether         ND               5.0        ug/L
1,2,3-Trichlorobenzene          ND               1.0        ug/L
m-Xylene & p-Xylene             ND               2.0        ug/L
o-Xylene                        ND               1.0        ug/L
Bromobenzene                    ND               1.0        ug/L
Bromochloromethane              ND               1.0        ug/L
Naphthalene                     ND               1.0        ug/L

PERCENT          RECOVERY
SURROGATE______________________________  RECOVERY_______________  LIMITS__________
Dibromofluoromethane            96               (79 - 120)
1,2-Dichloroethane-d4           83               (65 - 126)
4-Bromofluorobenzene            100              (75 - 120)
Toluene-d8                      100              (78 - 120)
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QC DATA ASSOCIATION SUMMARYQC DATA ASSOCIATION SUMMARY

D9L030596D9L030596

Sample Preparation and Analysis Control Numbers

ANALYTICAL          LEACH       PREP
SAMPLE#_______     MATRIX_______    METHOD________________    BATCH #_______     BATCH #_______     MS RUN#_______

001       WATER      SW846 8260B                     9341056     9341242

002       WATER      SW846 8260B                     9341056     9341242

003       WATER      SW846 8260B                     9341056     9341242

004       WATER      SW846 8260B                     9341056     9341242

005       WATER      SW846 8260B                     9341056     9341242

006       WATER      SW846 8260B                     9341056     9341242

007       WATER      SW846 8260B                     9341056     9341242

008       WATER      SW846 8260B                     9341056     9341242

009       WATER      SW846 8260B                     9341056     9341242

010       WATER      SW846 8260B                     9342558     9342331

011       WATER      SW846 8260B                     9341056     9341242

012       WATER      SW846 8260B                     9341056     9341242

013       WATER      SW846 8260B                     9341056     9341242

014       WATER      SW846 8260B                     9341056     9341242

015       WATER      SW846 8260B                     9341056     9341242

016       WATER      SW846 8260B                     9341056     9341242

017       WATER      SW846 8260B                     9342558     9342331

018       WATER      SW846 8260B                     9342558     9342331

019       WATER      SW846 8260B                     9342558     9342331
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METHOD BLANK REPORTMETHOD BLANK REPORT

GC/MS VolatilesGC/MS Volatiles

Client Lot #...:Client Lot #...: D9L030596      Work Order #...:Work Order #...: LQMNL1AA       Matrix.........:Matrix.........: WATER
MB Lot-Sample #:MB Lot-Sample #: D9L070000-056

Prep Date......:Prep Date......: 12/04/09       Analysis Time..:Analysis Time..: 07:47
Analysis Date..:Analysis Date..: 12/04/09       Prep Batch #...:Prep Batch #...: 9341056
Dilution Factor:Dilution Factor: 1

REPORTING
PARAMETER_________________________      RESULT_______________ LIMIT_________ UNITS__________ METHOD_________________
Acetone                        ND              10        ug/L       SW846 8260B
Benzene                        ND              1.0       ug/L       SW846 8260B
Bromodichloromethane           ND              1.0       ug/L       SW846 8260B
Bromoform                      ND              1.0       ug/L       SW846 8260B
Bromomethane                   ND              2.0       ug/L       SW846 8260B
2-Butanone (MEK)               ND              6.0       ug/L       SW846 8260B
Carbon tetrachloride           ND              1.0       ug/L       SW846 8260B
Chlorobenzene                  ND              1.0       ug/L       SW846 8260B
Chloroethane                   ND              2.0       ug/L       SW846 8260B
Chloroform                     ND              1.0       ug/L       SW846 8260B
Chloromethane                  ND              2.0       ug/L       SW846 8260B
Dibromomethane                 ND              1.0       ug/L       SW846 8260B
1,2-Dibromoethane (EDB)        ND              1.0       ug/L       SW846 8260B
1,2-Dichlorobenzene            ND              1.0       ug/L       SW846 8260B
1,3-Dichlorobenzene            ND              1.0       ug/L       SW846 8260B
1,4-Dichlorobenzene            ND              1.0       ug/L       SW846 8260B
Dichlorodifluoromethane        ND              2.0       ug/L       SW846 8260B
1,1-Dichloroethane             ND              1.0       ug/L       SW846 8260B
1,2-Dichloroethane             ND              1.0       ug/L       SW846 8260B
1,1-Dichloroethene             ND              1.0       ug/L       SW846 8260B
1,2-Dichloroethene             ND              1.0       ug/L       SW846 8260B
(total)

cis-1,2-Dichloroethene         ND              1.0       ug/L       SW846 8260B
trans-1,2-Dichloroethene       ND              1.0       ug/L       SW846 8260B
1,2-Dichloropropane            ND              1.0       ug/L       SW846 8260B
cis-1,3-Dichloropropene        ND              1.0       ug/L       SW846 8260B
trans-1,3-Dichloropropene      ND              3.0       ug/L       SW846 8260B
Ethylbenzene                   ND              1.0       ug/L       SW846 8260B
2-Hexanone                     ND              5.0       ug/L       SW846 8260B
Methylene chlorideMethylene chloride             0.40 J0.40 J          5.05.0       ug/Lug/L       SW846 8260BSW846 8260B
4-Methyl-2-pentanone           ND              5.0       ug/L       SW846 8260B
Styrene                        ND              1.0       ug/L       SW846 8260B
1,1,1,2-Tetrachloroethane      ND              1.0       ug/L       SW846 8260B
1,1,2,2-Tetrachloroethane      ND              1.0       ug/L       SW846 8260B
Tetrachloroethene              ND              1.0       ug/L       SW846 8260B
Toluene                        ND              1.0       ug/L       SW846 8260B
1,2,4-Trichloro-               ND              1.0       ug/L       SW846 8260B
benzene

1,1,1-Trichloroethane          ND              1.0       ug/L       SW846 8260B
1,1,2-Trichloroethane          ND              1.0       ug/L       SW846 8260B
Trichloroethene                ND              1.0       ug/L       SW846 8260B

(Continued on next page)

TestAmerica                                                           48



METHOD BLANK REPORTMETHOD BLANK REPORT

GC/MS VolatilesGC/MS Volatiles

Client Lot #...:Client Lot #...: D9L030596      Work Order #...:Work Order #...: LQMNL1AA       Matrix.........:Matrix.........: WATER

REPORTING
PARAMETER_________________________      RESULT_______________ LIMIT_________ UNITS__________ METHOD_________________
Trichlorofluoromethane         ND              2.0       ug/L       SW846 8260B
1,2,3-Trichloropropane         ND              2.5       ug/L       SW846 8260B
Vinyl chloride                 ND              1.0       ug/L       SW846 8260B
Xylenes (total)                ND              2.0       ug/L       SW846 8260B
n-Butylbenzene                 ND              1.0       ug/L       SW846 8260B
sec-Butylbenzene               ND              1.0       ug/L       SW846 8260B
Isopropylbenzene               ND              1.0       ug/L       SW846 8260B
1,2,4-Trimethylbenzene         ND              1.0       ug/L       SW846 8260B
1,3,5-Trimethylbenzene         ND              1.0       ug/L       SW846 8260B
n-Propylbenzene                ND              1.0       ug/L       SW846 8260B
tert-Butylbenzene              ND              1.0       ug/L       SW846 8260B
Dibromochloromethane           ND              1.0       ug/L       SW846 8260B
2-Chlorotoluene                ND              1.0       ug/L       SW846 8260B
4-Chlorotoluene                ND              1.0       ug/L       SW846 8260B
1,2-Dibromo-3-                 ND              5.0       ug/L       SW846 8260B
chloropropane (DBCP)

1,3-Dichloropropane            ND              1.0       ug/L       SW846 8260B
2,2-Dichloropropane            ND              5.0       ug/L       SW846 8260B
1,1-Dichloropropene            ND              1.0       ug/L       SW846 8260B
Hexachlorobutadiene            ND              1.0       ug/L       SW846 8260B
4-Isopropyltoluene             ND              1.0       ug/L       SW846 8260B
Methyl tert-butyl ether        ND              5.0       ug/L       SW846 8260B
1,2,3-Trichlorobenzene         ND              1.0       ug/L       SW846 8260B
m-Xylene & p-Xylene            ND              2.0       ug/L       SW846 8260B
o-Xylene                       ND              1.0       ug/L       SW846 8260B
Bromobenzene                   ND              1.0       ug/L       SW846 8260B
Bromochloromethane             ND              1.0       ug/L       SW846 8260B
Naphthalene                    ND              1.0       ug/L       SW846 8260B

PERCENT         RECOVERY
SURROGATE_________________________      RECOVERY________        LIMITS__________
Dibromofluoromethane           105             (79 - 120)
1,2-Dichloroethane-d4          94              (65 - 126)
4-Bromofluorobenzene           108             (75 - 120)
Toluene-d8                     95              (78 - 120)

NOTE(S):NOTE(S):______________________________________________________________________________________________________________________________________________________________________________________
Calculations are performed before rounding to avoid round-off errors in calculated results.

J   Estimated result.  Result is less than RL.
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METHOD BLANK REPORTMETHOD BLANK REPORT

GC/MS VolatilesGC/MS Volatiles

Client Lot #...:Client Lot #...: D9L030596      Work Order #...:Work Order #...: LQQDF1AA       Matrix.........:Matrix.........: WATER
MB Lot-Sample #:MB Lot-Sample #: D9L080000-558

Prep Date......:Prep Date......: 12/07/09       Analysis Time..:Analysis Time..: 20:28
Analysis Date..:Analysis Date..: 12/07/09       Prep Batch #...:Prep Batch #...: 9342558
Dilution Factor:Dilution Factor: 1

REPORTING
PARAMETER_________________________      RESULT_______________ LIMIT_________ UNITS__________ METHOD_________________
Acetone                        ND              10        ug/L       SW846 8260B
Benzene                        ND              1.0       ug/L       SW846 8260B
Bromodichloromethane           ND              1.0       ug/L       SW846 8260B
Bromoform                      ND              1.0       ug/L       SW846 8260B
Bromomethane                   ND              2.0       ug/L       SW846 8260B
2-Butanone (MEK)               ND              6.0       ug/L       SW846 8260B
Carbon tetrachloride           ND              1.0       ug/L       SW846 8260B
Chlorobenzene                  ND              1.0       ug/L       SW846 8260B
Chloroethane                   ND              2.0       ug/L       SW846 8260B
Chloroform                     ND              1.0       ug/L       SW846 8260B
Chloromethane                  ND              2.0       ug/L       SW846 8260B
Dibromomethane                 ND              1.0       ug/L       SW846 8260B
1,2-Dibromoethane (EDB)        ND              1.0       ug/L       SW846 8260B
1,2-Dichlorobenzene            ND              1.0       ug/L       SW846 8260B
1,3-Dichlorobenzene            ND              1.0       ug/L       SW846 8260B
1,4-Dichlorobenzene            ND              1.0       ug/L       SW846 8260B
Dichlorodifluoromethane        ND              2.0       ug/L       SW846 8260B
1,1-Dichloroethane             ND              1.0       ug/L       SW846 8260B
1,2-Dichloroethane             ND              1.0       ug/L       SW846 8260B
1,1-Dichloroethene             ND              1.0       ug/L       SW846 8260B
1,2-Dichloroethene             ND              1.0       ug/L       SW846 8260B
(total)

cis-1,2-Dichloroethene         ND              1.0       ug/L       SW846 8260B
trans-1,2-Dichloroethene       ND              1.0       ug/L       SW846 8260B
1,2-Dichloropropane            ND              1.0       ug/L       SW846 8260B
cis-1,3-Dichloropropene        ND              1.0       ug/L       SW846 8260B
trans-1,3-Dichloropropene      ND              3.0       ug/L       SW846 8260B
Ethylbenzene                   ND              1.0       ug/L       SW846 8260B
2-Hexanone                     ND              5.0       ug/L       SW846 8260B
Methylene chloride             ND              5.0       ug/L       SW846 8260B
4-Methyl-2-pentanone           ND              5.0       ug/L       SW846 8260B
Styrene                        ND              1.0       ug/L       SW846 8260B
1,1,1,2-Tetrachloroethane      ND              1.0       ug/L       SW846 8260B
1,1,2,2-Tetrachloroethane      ND              1.0       ug/L       SW846 8260B
Tetrachloroethene              ND              1.0       ug/L       SW846 8260B
Toluene                        ND              1.0       ug/L       SW846 8260B
1,2,4-Trichloro-               ND              1.0       ug/L       SW846 8260B
benzene

1,1,1-Trichloroethane          ND              1.0       ug/L       SW846 8260B
1,1,2-Trichloroethane          ND              1.0       ug/L       SW846 8260B
Trichloroethene                ND              1.0       ug/L       SW846 8260B

(Continued on next page)
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METHOD BLANK REPORTMETHOD BLANK REPORT

GC/MS VolatilesGC/MS Volatiles

Client Lot #...:Client Lot #...: D9L030596      Work Order #...:Work Order #...: LQQDF1AA       Matrix.........:Matrix.........: WATER

REPORTING
PARAMETER_________________________      RESULT_______________ LIMIT_________ UNITS__________ METHOD_________________
Trichlorofluoromethane         ND              2.0       ug/L       SW846 8260B
1,2,3-Trichloropropane         ND              2.5       ug/L       SW846 8260B
Vinyl chloride                 ND              1.0       ug/L       SW846 8260B
Xylenes (total)                ND              2.0       ug/L       SW846 8260B
n-Butylbenzene                 ND              1.0       ug/L       SW846 8260B
sec-Butylbenzene               ND              1.0       ug/L       SW846 8260B
Isopropylbenzene               ND              1.0       ug/L       SW846 8260B
1,2,4-Trimethylbenzene         ND              1.0       ug/L       SW846 8260B
1,3,5-Trimethylbenzene         ND              1.0       ug/L       SW846 8260B
n-Propylbenzene                ND              1.0       ug/L       SW846 8260B
tert-Butylbenzene              ND              1.0       ug/L       SW846 8260B
Dibromochloromethane           ND              1.0       ug/L       SW846 8260B
2-Chlorotoluene                ND              1.0       ug/L       SW846 8260B
4-Chlorotoluene                ND              1.0       ug/L       SW846 8260B
1,2-Dibromo-3-                 ND              5.0       ug/L       SW846 8260B
chloropropane (DBCP)

1,3-Dichloropropane            ND              1.0       ug/L       SW846 8260B
2,2-Dichloropropane            ND              5.0       ug/L       SW846 8260B
1,1-Dichloropropene            ND              1.0       ug/L       SW846 8260B
Hexachlorobutadiene            ND              1.0       ug/L       SW846 8260B
4-Isopropyltoluene             ND              1.0       ug/L       SW846 8260B
Methyl tert-butyl ether        ND              5.0       ug/L       SW846 8260B
1,2,3-Trichlorobenzene         ND              1.0       ug/L       SW846 8260B
m-Xylene & p-Xylene            ND              2.0       ug/L       SW846 8260B
o-Xylene                       ND              1.0       ug/L       SW846 8260B
Bromobenzene                   ND              1.0       ug/L       SW846 8260B
Bromochloromethane             ND              1.0       ug/L       SW846 8260B
Naphthalene                    ND              1.0       ug/L       SW846 8260B

PERCENT         RECOVERY
SURROGATE_________________________      RECOVERY________        LIMITS__________
Dibromofluoromethane           100             (79 - 120)
1,2-Dichloroethane-d4          95              (65 - 126)
4-Bromofluorobenzene           104             (75 - 120)
Toluene-d8                     105             (78 - 120)

NOTE(S):NOTE(S):______________________________________________________________________________________________________________________________________________________________________________________
Calculations are performed before rounding to avoid round-off errors in calculated results.
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LABORATORY CONTROL SAMPLE EVALUATION REPORTLABORATORY CONTROL SAMPLE EVALUATION REPORT

GC/MS VolatilesGC/MS Volatiles

Client Lot #...:Client Lot #...: D9L030596     Work Order #...:Work Order #...: LQMNL1AC       Matrix.........:Matrix.........: WATER
LCS Lot-Sample#:LCS Lot-Sample#: D9L070000-056
Prep Date......:Prep Date......: 12/04/09      Analysis Date..:Analysis Date..: 12/04/09
Prep Batch #...:Prep Batch #...: 9341056       Analysis Time..:Analysis Time..: 07:03
Dilution Factor:Dilution Factor: 1

PERCENT     RECOVERY
PARAMETER________________________       RECOVERY________    LIMITS__________    METHOD_________________
BenzeneBenzene                        9898          (77 - 118)(77 - 118)    SW846 8260BSW846 8260B
BromodichloromethaneBromodichloromethane           9797          (78 - 118)(78 - 118)    SW846 8260BSW846 8260B
Carbon tetrachlorideCarbon tetrachloride           9292          (80 - 120)(80 - 120)    SW846 8260BSW846 8260B
ChlorobenzeneChlorobenzene                  101101         (78 - 118)(78 - 118)    SW846 8260BSW846 8260B
ChloroformChloroform                     9595          (78 - 118)(78 - 118)    SW846 8260BSW846 8260B
1,3-Dichlorobenzene1,3-Dichlorobenzene            102102         (75 - 115)(75 - 115)    SW846 8260BSW846 8260B
1,1-Dichloroethane1,1-Dichloroethane             9494          (77 - 117)(77 - 117)    SW846 8260BSW846 8260B
1,1-Dichloroethene1,1-Dichloroethene             9292          (68 - 133)(68 - 133)    SW846 8260BSW846 8260B
trans-1,2-Dichloroethenetrans-1,2-Dichloroethene       100100         (80 - 120)(80 - 120)    SW846 8260BSW846 8260B
1,2-Dichloropropane1,2-Dichloropropane            9494          (76 - 116)(76 - 116)    SW846 8260BSW846 8260B
EthylbenzeneEthylbenzene                   101101         (78 - 118)(78 - 118)    SW846 8260BSW846 8260B
Methylene chlorideMethylene chloride             9292          (71 - 119)(71 - 119)    SW846 8260BSW846 8260B
TetrachloroetheneTetrachloroethene              101101         (77 - 117)(77 - 117)    SW846 8260BSW846 8260B
TolueneToluene                        9999          (73 - 120)(73 - 120)    SW846 8260BSW846 8260B
1,1,1-Trichloroethane1,1,1-Trichloroethane          9494          (78 - 118)(78 - 118)    SW846 8260BSW846 8260B
TrichloroetheneTrichloroethene                9797          (78 - 122)(78 - 122)    SW846 8260BSW846 8260B

PERCENT       RECOVERY
SURROGATE_________________________                  RECOVERY________      LIMITS__________
Dibromofluoromethane                       102           (79 - 120)
1,2-Dichloroethane-d4                      93            (65 - 126)
4-Bromofluorobenzene                       110           (75 - 120)
Toluene-d8                                 107           (78 - 120)

NOTE(S):NOTE(S):__________________________________________________________________________________________________________________________________________________________________________     
Calculations are performed before rounding to avoid round-off errors in calculated results.

Bold print denotes control parameters

TestAmerica                                                           52



LABORATORY CONTROL SAMPLE DATA REPORTLABORATORY CONTROL SAMPLE DATA REPORT

GC/MS VolatilesGC/MS Volatiles

Client Lot #...:Client Lot #...: D9L030596     Work Order #...:Work Order #...: LQMNL1AC       Matrix.........:Matrix.........: WATER
LCS Lot-Sample#:LCS Lot-Sample#: D9L070000-056
Prep Date......:Prep Date......: 12/04/09      Analysis Date..:Analysis Date..: 12/04/09
Prep Batch #...:Prep Batch #...: 9341056       Analysis Time..:Analysis Time..: 07:03
Dilution Factor:Dilution Factor: 1

SPIKE       MEASURED                 PERCENT
PARAMETER________________________       AMOUNT______      AMOUNT______        UNITS__________ RECOVERY________   METHOD_________________
BenzeneBenzene                        5.005.00        4.894.89          ug/Lug/L       9898         SW846 8260BSW846 8260B
BromodichloromethaneBromodichloromethane           5.005.00        4.854.85          ug/Lug/L       9797         SW846 8260BSW846 8260B
Carbon tetrachlorideCarbon tetrachloride           5.005.00        4.614.61          ug/Lug/L       9292         SW846 8260BSW846 8260B
ChlorobenzeneChlorobenzene                  5.005.00        5.045.04          ug/Lug/L       101101        SW846 8260BSW846 8260B
ChloroformChloroform                     5.005.00        4.754.75          ug/Lug/L       9595         SW846 8260BSW846 8260B
1,3-Dichlorobenzene1,3-Dichlorobenzene            5.005.00        5.085.08          ug/Lug/L       102102        SW846 8260BSW846 8260B
1,1-Dichloroethane1,1-Dichloroethane             5.005.00        4.724.72          ug/Lug/L       9494         SW846 8260BSW846 8260B
1,1-Dichloroethene1,1-Dichloroethene             5.005.00        4.614.61          ug/Lug/L       9292         SW846 8260BSW846 8260B
trans-1,2-Dichloroethenetrans-1,2-Dichloroethene       5.005.00        4.984.98          ug/Lug/L       100100        SW846 8260BSW846 8260B
1,2-Dichloropropane1,2-Dichloropropane            5.005.00        4.714.71          ug/Lug/L       9494         SW846 8260BSW846 8260B
EthylbenzeneEthylbenzene                   5.005.00        5.055.05          ug/Lug/L       101101        SW846 8260BSW846 8260B
Methylene chlorideMethylene chloride             5.005.00        4.594.59          ug/Lug/L       9292         SW846 8260BSW846 8260B
TetrachloroetheneTetrachloroethene              5.005.00        5.035.03          ug/Lug/L       101101        SW846 8260BSW846 8260B
TolueneToluene                        5.005.00        4.974.97          ug/Lug/L       9999         SW846 8260BSW846 8260B
1,1,1-Trichloroethane1,1,1-Trichloroethane          5.005.00        4.714.71          ug/Lug/L       9494         SW846 8260BSW846 8260B
TrichloroetheneTrichloroethene                5.005.00        4.864.86          ug/Lug/L       9797         SW846 8260BSW846 8260B

PERCENT       RECOVERY
SURROGATE_________________________                  RECOVERY________      LIMITS__________
Dibromofluoromethane                       102           (79 - 120)
1,2-Dichloroethane-d4                      93            (65 - 126)
4-Bromofluorobenzene                       110           (75 - 120)
Toluene-d8                                 107           (78 - 120)

NOTE(S):NOTE(S):__________________________________________________________________________________________________________________________________________________________________________     
Calculations are performed before rounding to avoid round-off errors in calculated results.

Bold print denotes control parameters
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LABORATORY CONTROL SAMPLE EVALUATION REPORTLABORATORY CONTROL SAMPLE EVALUATION REPORT

GC/MS VolatilesGC/MS Volatiles

Client Lot #...:Client Lot #...: D9L030596     Work Order #...:Work Order #...: LQQDF1AC       Matrix.........:Matrix.........: WATER
LCS Lot-Sample#:LCS Lot-Sample#: D9L080000-558
Prep Date......:Prep Date......: 12/07/09      Analysis Date..:Analysis Date..: 12/07/09
Prep Batch #...:Prep Batch #...: 9342558       Analysis Time..:Analysis Time..: 19:32
Dilution Factor:Dilution Factor: 1

PERCENT     RECOVERY
PARAMETER________________________       RECOVERY________    LIMITS__________    METHOD_________________
BenzeneBenzene                        104104         (77 - 118)(77 - 118)    SW846 8260BSW846 8260B
BromodichloromethaneBromodichloromethane           107107         (78 - 118)(78 - 118)    SW846 8260BSW846 8260B
Carbon tetrachlorideCarbon tetrachloride           114114         (80 - 120)(80 - 120)    SW846 8260BSW846 8260B
ChlorobenzeneChlorobenzene                  105105         (78 - 118)(78 - 118)    SW846 8260BSW846 8260B
ChloroformChloroform                     105105         (78 - 118)(78 - 118)    SW846 8260BSW846 8260B
1,3-Dichlorobenzene1,3-Dichlorobenzene            100100         (75 - 115)(75 - 115)    SW846 8260BSW846 8260B
1,1-Dichloroethane1,1-Dichloroethane             105105         (77 - 117)(77 - 117)    SW846 8260BSW846 8260B
1,1-Dichloroethene1,1-Dichloroethene             122122         (68 - 133)(68 - 133)    SW846 8260BSW846 8260B
trans-1,2-Dichloroethenetrans-1,2-Dichloroethene       102102         (80 - 120)(80 - 120)    SW846 8260BSW846 8260B
1,2-Dichloropropane1,2-Dichloropropane            103103         (76 - 116)(76 - 116)    SW846 8260BSW846 8260B
EthylbenzeneEthylbenzene                   105105         (78 - 118)(78 - 118)    SW846 8260BSW846 8260B
Methylene chlorideMethylene chloride             115115         (71 - 119)(71 - 119)    SW846 8260BSW846 8260B
TetrachloroetheneTetrachloroethene              116116         (77 - 117)(77 - 117)    SW846 8260BSW846 8260B
TolueneToluene                        111111         (73 - 120)(73 - 120)    SW846 8260BSW846 8260B
1,1,1-Trichloroethane1,1,1-Trichloroethane          108108         (78 - 118)(78 - 118)    SW846 8260BSW846 8260B
TrichloroetheneTrichloroethene                106106         (78 - 122)(78 - 122)    SW846 8260BSW846 8260B

PERCENT       RECOVERY
SURROGATE_________________________                  RECOVERY________      LIMITS__________
Dibromofluoromethane                       98            (79 - 120)
1,2-Dichloroethane-d4                      91            (65 - 126)
4-Bromofluorobenzene                       102           (75 - 120)
Toluene-d8                                 105           (78 - 120)

NOTE(S):NOTE(S):__________________________________________________________________________________________________________________________________________________________________________     
Calculations are performed before rounding to avoid round-off errors in calculated results.

Bold print denotes control parameters
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LABORATORY CONTROL SAMPLE DATA REPORTLABORATORY CONTROL SAMPLE DATA REPORT

GC/MS VolatilesGC/MS Volatiles

Client Lot #...:Client Lot #...: D9L030596     Work Order #...:Work Order #...: LQQDF1AC       Matrix.........:Matrix.........: WATER
LCS Lot-Sample#:LCS Lot-Sample#: D9L080000-558
Prep Date......:Prep Date......: 12/07/09      Analysis Date..:Analysis Date..: 12/07/09
Prep Batch #...:Prep Batch #...: 9342558       Analysis Time..:Analysis Time..: 19:32
Dilution Factor:Dilution Factor: 1

SPIKE       MEASURED                 PERCENT
PARAMETER________________________       AMOUNT______      AMOUNT______        UNITS__________ RECOVERY________   METHOD_________________
BenzeneBenzene                        10.010.0        10.410.4          ug/Lug/L       104104        SW846 8260BSW846 8260B
BromodichloromethaneBromodichloromethane           10.010.0        10.710.7          ug/Lug/L       107107        SW846 8260BSW846 8260B
Carbon tetrachlorideCarbon tetrachloride           10.010.0        11.411.4          ug/Lug/L       114114        SW846 8260BSW846 8260B
ChlorobenzeneChlorobenzene                  10.010.0        10.510.5          ug/Lug/L       105105        SW846 8260BSW846 8260B
ChloroformChloroform                     10.010.0        10.510.5          ug/Lug/L       105105        SW846 8260BSW846 8260B
1,3-Dichlorobenzene1,3-Dichlorobenzene            10.010.0        10.010.0          ug/Lug/L       100100        SW846 8260BSW846 8260B
1,1-Dichloroethane1,1-Dichloroethane             10.010.0        10.510.5          ug/Lug/L       105105        SW846 8260BSW846 8260B
1,1-Dichloroethene1,1-Dichloroethene             10.010.0        12.212.2          ug/Lug/L       122122        SW846 8260BSW846 8260B
trans-1,2-Dichloroethenetrans-1,2-Dichloroethene       10.010.0        10.210.2          ug/Lug/L       102102        SW846 8260BSW846 8260B
1,2-Dichloropropane1,2-Dichloropropane            10.010.0        10.310.3          ug/Lug/L       103103        SW846 8260BSW846 8260B
EthylbenzeneEthylbenzene                   10.010.0        10.510.5          ug/Lug/L       105105        SW846 8260BSW846 8260B
Methylene chlorideMethylene chloride             10.010.0        11.511.5          ug/Lug/L       115115        SW846 8260BSW846 8260B
TetrachloroetheneTetrachloroethene              10.010.0        11.611.6          ug/Lug/L       116116        SW846 8260BSW846 8260B
TolueneToluene                        10.010.0        11.111.1          ug/Lug/L       111111        SW846 8260BSW846 8260B
1,1,1-Trichloroethane1,1,1-Trichloroethane          10.010.0        10.810.8          ug/Lug/L       108108        SW846 8260BSW846 8260B
TrichloroetheneTrichloroethene                10.010.0        10.610.6          ug/Lug/L       106106        SW846 8260BSW846 8260B

PERCENT       RECOVERY
SURROGATE_________________________                  RECOVERY________      LIMITS__________
Dibromofluoromethane                       98            (79 - 120)
1,2-Dichloroethane-d4                      91            (65 - 126)
4-Bromofluorobenzene                       102           (75 - 120)
Toluene-d8                                 105           (78 - 120)

NOTE(S):NOTE(S):__________________________________________________________________________________________________________________________________________________________________________     
Calculations are performed before rounding to avoid round-off errors in calculated results.

Bold print denotes control parameters
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MATRIX SPIKE SAMPLE EVALUATION REPORTMATRIX SPIKE SAMPLE EVALUATION REPORT

GC/MS VolatilesGC/MS Volatiles

Client Lot #...:Client Lot #...: D9L030596      Work Order #...:Work Order #...: LQGDD1AC-MS    Matrix.........:Matrix.........: WATER
MS Lot-Sample #:MS Lot-Sample #: D9L030596-002                   LQGDD1AD-MSD
Date Sampled...:Date Sampled...: 12/01/09 08:17 Date Received..:Date Received..: 12/03/09
Prep Date......:Prep Date......: 12/04/09       Analysis Date..:Analysis Date..: 12/04/09
Prep Batch #...:Prep Batch #...: 9341056        Analysis Time..:Analysis Time..: 09:15
Dilution Factor:Dilution Factor: 20

PERCENT      RECOVERY           RPD
PARAMETER_________________________ RECOVERY_________    LIMITS__________   RPD____  LIMITS_________ METHOD_________________
BenzeneBenzene                   9999           (77 - 118)(77 - 118)                   SW846 8260BSW846 8260B

100100          (77 - 118)(77 - 118)   0.250.25  (0-20)(0-20)    SW846 8260BSW846 8260B
BromodichloromethaneBromodichloromethane      9999           (78 - 118)(78 - 118)                   SW846 8260BSW846 8260B

9999           (78 - 118)(78 - 118)   0.820.82  (0-20)(0-20)    SW846 8260BSW846 8260B
Carbon tetrachlorideCarbon tetrachloride      9292           (80 - 120)(80 - 120)                   SW846 8260BSW846 8260B

9393           (80 - 120)(80 - 120)   1.41.4   (0-21)(0-21)    SW846 8260BSW846 8260B
ChlorobenzeneChlorobenzene             9898           (78 - 118)(78 - 118)                   SW846 8260BSW846 8260B

101101          (78 - 118)(78 - 118)   2.32.3   (0-20)(0-20)    SW846 8260BSW846 8260B
ChloroformChloroform                9898           (78 - 118)(78 - 118)                   SW846 8260BSW846 8260B

9999           (78 - 118)(78 - 118)   0.790.79  (0-20)(0-20)    SW846 8260BSW846 8260B
1,3-Dichlorobenzene1,3-Dichlorobenzene       8888           (75 - 115)(75 - 115)                   SW846 8260BSW846 8260B

9595           (75 - 115)(75 - 115)   7.57.5   (0-20)(0-20)    SW846 8260BSW846 8260B
1,1-Dichloroethane1,1-Dichloroethane        9595           (77 - 117)(77 - 117)                   SW846 8260BSW846 8260B

9696           (77 - 117)(77 - 117)   0.760.76  (0-21)(0-21)    SW846 8260BSW846 8260B
1,1-Dichloroethene1,1-Dichloroethene        9393           (68 - 133)(68 - 133)                   SW846 8260BSW846 8260B

9292           (68 - 133)(68 - 133)   1.41.4   (0-20)(0-20)    SW846 8260BSW846 8260B
trans-1,2-Dichloroethenetrans-1,2-Dichloroethene  104104          (80 - 120)(80 - 120)                   SW846 8260BSW846 8260B

103103          (80 - 120)(80 - 120)   0.340.34  (0-24)(0-24)    SW846 8260BSW846 8260B
1,2-Dichloropropane1,2-Dichloropropane       9797           (76 - 116)(76 - 116)                   SW846 8260BSW846 8260B

9898           (76 - 116)(76 - 116)   1.01.0   (0-20)(0-20)    SW846 8260BSW846 8260B
EthylbenzeneEthylbenzene              9696           (78 - 118)(78 - 118)                   SW846 8260BSW846 8260B

9797           (78 - 118)(78 - 118)   0.370.37  (0-26)(0-26)    SW846 8260BSW846 8260B
Methylene chlorideMethylene chloride        9191           (71 - 119)(71 - 119)                   SW846 8260BSW846 8260B

9191           (71 - 119)(71 - 119)   0.640.64  (0-20)(0-20)    SW846 8260BSW846 8260B
TetrachloroetheneTetrachloroethene         109109          (77 - 117)(77 - 117)                   SW846 8260BSW846 8260B

110110          (77 - 117)(77 - 117)   0.230.23  (0-20)(0-20)    SW846 8260BSW846 8260B
TolueneToluene                   102102          (73 - 120)(73 - 120)                   SW846 8260BSW846 8260B

102102          (73 - 120)(73 - 120)   0.240.24  (0-20)(0-20)    SW846 8260BSW846 8260B
1,1,1-Trichloroethane1,1,1-Trichloroethane     9696           (78 - 118)(78 - 118)                   SW846 8260BSW846 8260B

9797           (78 - 118)(78 - 118)   0.610.61  (0-20)(0-20)    SW846 8260BSW846 8260B
TrichloroetheneTrichloroethene           100100          (78 - 122)(78 - 122)                   SW846 8260BSW846 8260B

100100          (78 - 122)(78 - 122)   0.400.40  (0-20)(0-20)    SW846 8260BSW846 8260B

PERCENT            RECOVERY
SURROGATE_________________________              RECOVERY________           LIMITS__________
Dibromofluoromethane                   103                (79 - 120)

104                (79 - 120)
1,2-Dichloroethane-d4                  97                 (65 - 126)

100                (65 - 126)

(Continued on next page)
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MATRIX SPIKE SAMPLE EVALUATION REPORTMATRIX SPIKE SAMPLE EVALUATION REPORT

GC/MS VolatilesGC/MS Volatiles

Client Lot #...:Client Lot #...: D9L030596      Work Order #...:Work Order #...: LQGDD1AC-MS    Matrix.........:Matrix.........: WATER
MS Lot-Sample #:MS Lot-Sample #: D9L030596-002                   LQGDD1AD-MSD

PERCENT            RECOVERY
SURROGATE_________________________              RECOVERY________           LIMITS__________

4-Bromofluorobenzene                   110                (75 - 120)
108                (75 - 120)

Toluene-d8                             100                (78 - 120)
103                (78 - 120)

NOTE(S):NOTE(S):______________________________________________________________________________________________________________________________________________________________________________________
Calculations are performed before rounding to avoid round-off errors in calculated results.

Bold print denotes control parameters
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MATRIX SPIKE SAMPLE DATA REPORTMATRIX SPIKE SAMPLE DATA REPORT

GC/MS VolatilesGC/MS Volatiles

Client Lot #...:Client Lot #...: D9L030596      Work Order #...:Work Order #...: LQGDD1AC-MS    Matrix.........:Matrix.........: WATER
MS Lot-Sample #:MS Lot-Sample #: D9L030596-002                   LQGDD1AD-MSD
Date Sampled...:Date Sampled...: 12/01/09 08:17 Date Received..:Date Received..: 12/03/09
Prep Date......:Prep Date......: 12/04/09       Analysis Date..:Analysis Date..: 12/04/09
Prep Batch #...:Prep Batch #...: 9341056        Analysis Time..:Analysis Time..: 09:15
Dilution Factor:Dilution Factor: 20

SAMPLE  SPIKE   MEASRD             PERCNT
PARAMETER________________________  AMOUNT_______ AMT_______ AMOUNT_______ UNITS__________ RECVRY______ RPD____ METHOD_________________
BenzeneBenzene                   NDND      100100     99.399.3    ug/Lug/L       9999          SW846 8260BSW846 8260B

NDND      100100     99.599.5    ug/Lug/L       100100    0.250.25 SW846 8260BSW846 8260B
BromodichloromethaneBromodichloromethane      NDND      100100     98.698.6    ug/Lug/L       9999          SW846 8260BSW846 8260B

NDND      100100     99.499.4    ug/Lug/L       9999     0.820.82 SW846 8260BSW846 8260B
Carbon tetrachlorideCarbon tetrachloride      NDND      100100     91.591.5    ug/Lug/L       9292          SW846 8260BSW846 8260B

NDND      100100     92.992.9    ug/Lug/L       9393     1.41.4  SW846 8260BSW846 8260B
ChlorobenzeneChlorobenzene             NDND      100100     98.598.5    ug/Lug/L       9898          SW846 8260BSW846 8260B

NDND      100100     101101     ug/Lug/L       101101    2.32.3  SW846 8260BSW846 8260B
ChloroformChloroform                NDND      100100     98.298.2    ug/Lug/L       9898          SW846 8260BSW846 8260B

NDND      100100     99.099.0    ug/Lug/L       9999     0.790.79 SW846 8260BSW846 8260B
1,3-Dichlorobenzene1,3-Dichlorobenzene       NDND      100100     87.787.7    ug/Lug/L       8888          SW846 8260BSW846 8260B

NDND      100100     94.694.6    ug/Lug/L       9595     7.57.5  SW846 8260BSW846 8260B
1,1-Dichloroethane1,1-Dichloroethane        NDND      100100     94.894.8    ug/Lug/L       9595          SW846 8260BSW846 8260B

NDND      100100     95.595.5    ug/Lug/L       9696     0.760.76 SW846 8260BSW846 8260B
1,1-Dichloroethene1,1-Dichloroethene        NDND      100100     93.293.2    ug/Lug/L       9393          SW846 8260BSW846 8260B

NDND      100100     91.991.9    ug/Lug/L       9292     1.41.4  SW846 8260BSW846 8260B
trans-1,2-Dichloroethenetrans-1,2-Dichloroethene  NDND      100100     104104     ug/Lug/L       104104         SW846 8260BSW846 8260B

NDND      100100     103103     ug/Lug/L       103103    0.340.34 SW846 8260BSW846 8260B
1,2-Dichloropropane1,2-Dichloropropane       NDND      100100     97.497.4    ug/Lug/L       9797          SW846 8260BSW846 8260B

NDND      100100     98.498.4    ug/Lug/L       9898     1.01.0  SW846 8260BSW846 8260B
EthylbenzeneEthylbenzene              NDND      100100     96.296.2    ug/Lug/L       9696          SW846 8260BSW846 8260B

NDND      100100     96.696.6    ug/Lug/L       9797     0.370.37 SW846 8260BSW846 8260B
Methylene chlorideMethylene chloride        2121      100100     111111     ug/Lug/L       9191          SW846 8260BSW846 8260B

2121      100100     112112     ug/Lug/L       9191     0.640.64 SW846 8260BSW846 8260B
TetrachloroetheneTetrachloroethene         420420     100100     526526     ug/Lug/L       109109         SW846 8260BSW846 8260B

420420     100100     527527     ug/Lug/L       110110    0.230.23 SW846 8260BSW846 8260B
TolueneToluene                   NDND      100100     102102     ug/Lug/L       102102         SW846 8260BSW846 8260B

NDND      100100     102102     ug/Lug/L       102102    0.240.24 SW846 8260BSW846 8260B
1,1,1-Trichloroethane1,1,1-Trichloroethane     NDND      100100     96.496.4    ug/Lug/L       9696          SW846 8260BSW846 8260B

NDND      100100     97.097.0    ug/Lug/L       9797     0.610.61 SW846 8260BSW846 8260B
TrichloroetheneTrichloroethene           7.07.0     100100     107107     ug/Lug/L       100100         SW846 8260BSW846 8260B

7.07.0     100100     107107     ug/Lug/L       100100    0.400.40 SW846 8260BSW846 8260B

PERCENT            RECOVERY
SURROGATE_________________________              RECOVERY________           LIMITS__________
Dibromofluoromethane                   103                (79 - 120)

104                (79 - 120)
1,2-Dichloroethane-d4                  97                 (65 - 126)

100                (65 - 126)

(Continued on next page)
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MATRIX SPIKE SAMPLE DATA REPORTMATRIX SPIKE SAMPLE DATA REPORT

GC/MS VolatilesGC/MS Volatiles

Client Lot #...:Client Lot #...: D9L030596      Work Order #...:Work Order #...: LQGDD1AC-MS    Matrix.........:Matrix.........: WATER
MS Lot-Sample #:MS Lot-Sample #: D9L030596-002                   LQGDD1AD-MSD

PERCENT            RECOVERY
SURROGATE_________________________              RECOVERY________           LIMITS__________

4-Bromofluorobenzene                   110                (75 - 120)
108                (75 - 120)

Toluene-d8                             100                (78 - 120)
103                (78 - 120)

NOTE(S):NOTE(S):______________________________________________________________________________________________________________________________________________________________________________________
Calculations are performed before rounding to avoid round-off errors in calculated results.

Bold print denotes control parameters
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MATRIX SPIKE SAMPLE EVALUATION REPORTMATRIX SPIKE SAMPLE EVALUATION REPORT

GC/MS VolatilesGC/MS Volatiles

Client Lot #...:Client Lot #...: D9L030596      Work Order #...:Work Order #...: LQD261CN-MS    Matrix.........:Matrix.........: WATER
MS Lot-Sample #:MS Lot-Sample #: D9L020573-003                   LQD261CP-MSD
Date Sampled...:Date Sampled...: 11/30/09 17:00 Date Received..:Date Received..: 12/02/09
Prep Date......:Prep Date......: 12/07/09       Analysis Date..:Analysis Date..: 12/07/09
Prep Batch #...:Prep Batch #...: 9342558        Analysis Time..:Analysis Time..: 21:10
Dilution Factor:Dilution Factor: 1

PERCENT      RECOVERY           RPD
PARAMETER_________________________ RECOVERY_________    LIMITS__________   RPD____  LIMITS_________ METHOD_________________
BenzeneBenzene                   104104          (77 - 118)(77 - 118)                   SW846 8260BSW846 8260B

101101          (77 - 118)(77 - 118)   2.62.6   (0-20)(0-20)    SW846 8260BSW846 8260B
BromodichloromethaneBromodichloromethane      104104          (78 - 118)(78 - 118)                   SW846 8260BSW846 8260B

107107          (78 - 118)(78 - 118)   3.03.0   (0-20)(0-20)    SW846 8260BSW846 8260B
Carbon tetrachlorideCarbon tetrachloride      115115          (80 - 120)(80 - 120)                   SW846 8260BSW846 8260B

111111          (80 - 120)(80 - 120)   3.43.4   (0-21)(0-21)    SW846 8260BSW846 8260B
ChlorobenzeneChlorobenzene             104104          (78 - 118)(78 - 118)                   SW846 8260BSW846 8260B

104104          (78 - 118)(78 - 118)   0.190.19  (0-20)(0-20)    SW846 8260BSW846 8260B
ChloroformChloroform                103103          (78 - 118)(78 - 118)                   SW846 8260BSW846 8260B

104104          (78 - 118)(78 - 118)   1.31.3   (0-20)(0-20)    SW846 8260BSW846 8260B
1,3-Dichlorobenzene1,3-Dichlorobenzene       9999           (75 - 115)(75 - 115)                   SW846 8260BSW846 8260B

104104          (75 - 115)(75 - 115)   5.25.2   (0-20)(0-20)    SW846 8260BSW846 8260B
1,1-Dichloroethane1,1-Dichloroethane        106106          (77 - 117)(77 - 117)                   SW846 8260BSW846 8260B

102102          (77 - 117)(77 - 117)   4.14.1   (0-21)(0-21)    SW846 8260BSW846 8260B
1,1-Dichloroethene1,1-Dichloroethene        134 a134 a        (68 - 133)(68 - 133)                   SW846 8260BSW846 8260B

123123          (68 - 133)(68 - 133)   8.48.4   (0-20)(0-20)    SW846 8260BSW846 8260B
trans-1,2-Dichloroethenetrans-1,2-Dichloroethene  104104          (80 - 120)(80 - 120)                   SW846 8260BSW846 8260B

9999           (80 - 120)(80 - 120)   4.74.7   (0-24)(0-24)    SW846 8260BSW846 8260B
1,2-Dichloropropane1,2-Dichloropropane       100100          (76 - 116)(76 - 116)                   SW846 8260BSW846 8260B

103103          (76 - 116)(76 - 116)   2.42.4   (0-20)(0-20)    SW846 8260BSW846 8260B
EthylbenzeneEthylbenzene              106106          (78 - 118)(78 - 118)                   SW846 8260BSW846 8260B

102102          (78 - 118)(78 - 118)   3.73.7   (0-26)(0-26)    SW846 8260BSW846 8260B
Methylene chlorideMethylene chloride        103103          (71 - 119)(71 - 119)                   SW846 8260BSW846 8260B

100100          (71 - 119)(71 - 119)   3.83.8   (0-20)(0-20)    SW846 8260BSW846 8260B
TetrachloroetheneTetrachloroethene         115115          (77 - 117)(77 - 117)                   SW846 8260BSW846 8260B

107107          (77 - 117)(77 - 117)   7.77.7   (0-20)(0-20)    SW846 8260BSW846 8260B
TolueneToluene                   110110          (73 - 120)(73 - 120)                   SW846 8260BSW846 8260B

104104          (73 - 120)(73 - 120)   5.85.8   (0-20)(0-20)    SW846 8260BSW846 8260B
1,1,1-Trichloroethane1,1,1-Trichloroethane     106106          (78 - 118)(78 - 118)                   SW846 8260BSW846 8260B

104104          (78 - 118)(78 - 118)   1.31.3   (0-20)(0-20)    SW846 8260BSW846 8260B
TrichloroetheneTrichloroethene           106106          (78 - 122)(78 - 122)                   SW846 8260BSW846 8260B

103103          (78 - 122)(78 - 122)   2.22.2   (0-20)(0-20)    SW846 8260BSW846 8260B

PERCENT            RECOVERY
SURROGATE_________________________              RECOVERY________           LIMITS__________
Dibromofluoromethane                   97                 (79 - 120)

100                (79 - 120)
1,2-Dichloroethane-d4                  89                 (65 - 126)

91                 (65 - 126)

(Continued on next page)
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MATRIX SPIKE SAMPLE EVALUATION REPORTMATRIX SPIKE SAMPLE EVALUATION REPORT

GC/MS VolatilesGC/MS Volatiles

Client Lot #...:Client Lot #...: D9L030596      Work Order #...:Work Order #...: LQD261CN-MS    Matrix.........:Matrix.........: WATER
MS Lot-Sample #:MS Lot-Sample #: D9L020573-003                   LQD261CP-MSD

PERCENT            RECOVERY
SURROGATE_________________________              RECOVERY________           LIMITS__________

4-Bromofluorobenzene                   97                 (75 - 120)
99                 (75 - 120)

Toluene-d8                             105                (78 - 120)
100                (78 - 120)

NOTE(S):NOTE(S):______________________________________________________________________________________________________________________________________________________________________________________
Calculations are performed before rounding to avoid round-off errors in calculated results.

Bold print denotes control parameters

a   Spiked analyte recovery is outside stated control limits.
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MATRIX SPIKE SAMPLE DATA REPORTMATRIX SPIKE SAMPLE DATA REPORT

GC/MS VolatilesGC/MS Volatiles

Client Lot #...:Client Lot #...: D9L030596      Work Order #...:Work Order #...: LQD261CN-MS    Matrix.........:Matrix.........: WATER
MS Lot-Sample #:MS Lot-Sample #: D9L020573-003                   LQD261CP-MSD
Date Sampled...:Date Sampled...: 11/30/09 17:00 Date Received..:Date Received..: 12/02/09
Prep Date......:Prep Date......: 12/07/09       Analysis Date..:Analysis Date..: 12/07/09
Prep Batch #...:Prep Batch #...: 9342558        Analysis Time..:Analysis Time..: 21:10
Dilution Factor:Dilution Factor: 1

SAMPLE  SPIKE   MEASRD             PERCNT
PARAMETER________________________  AMOUNT_______ AMT_______ AMOUNT_______ UNITS__________ RECVRY______ RPD____ METHOD_________________
BenzeneBenzene                   NDND      10.010.0    10.410.4    ug/Lug/L       104104         SW846 8260BSW846 8260B

NDND      10.010.0    10.110.1    ug/Lug/L       101101    2.62.6  SW846 8260BSW846 8260B
BromodichloromethaneBromodichloromethane      NDND      10.010.0    10.410.4    ug/Lug/L       104104         SW846 8260BSW846 8260B

NDND      10.010.0    10.710.7    ug/Lug/L       107107    3.03.0  SW846 8260BSW846 8260B
Carbon tetrachlorideCarbon tetrachloride      NDND      10.010.0    11.511.5    ug/Lug/L       115115         SW846 8260BSW846 8260B

NDND      10.010.0    11.111.1    ug/Lug/L       111111    3.43.4  SW846 8260BSW846 8260B
ChlorobenzeneChlorobenzene             NDND      10.010.0    10.410.4    ug/Lug/L       104104         SW846 8260BSW846 8260B

NDND      10.010.0    10.410.4    ug/Lug/L       104104    0.190.19 SW846 8260BSW846 8260B
ChloroformChloroform                NDND      10.010.0    10.310.3    ug/Lug/L       103103         SW846 8260BSW846 8260B

NDND      10.010.0    10.410.4    ug/Lug/L       104104    1.31.3  SW846 8260BSW846 8260B
1,3-Dichlorobenzene1,3-Dichlorobenzene       NDND      10.010.0    9.929.92    ug/Lug/L       9999          SW846 8260BSW846 8260B

NDND      10.010.0    10.410.4    ug/Lug/L       104104    5.25.2  SW846 8260BSW846 8260B
1,1-Dichloroethane1,1-Dichloroethane        NDND      10.010.0    10.610.6    ug/Lug/L       106106         SW846 8260BSW846 8260B

NDND      10.010.0    10.210.2    ug/Lug/L       102102    4.14.1  SW846 8260BSW846 8260B
1,1-Dichloroethene1,1-Dichloroethene        NDND      10.010.0    13.413.4    ug/Lug/L       134 a134 a       SW846 8260BSW846 8260B

NDND      10.010.0    12.312.3    ug/Lug/L       123123    8.48.4  SW846 8260BSW846 8260B
trans-1,2-Dichloroethenetrans-1,2-Dichloroethene  NDND      10.010.0    10.410.4    ug/Lug/L       104104         SW846 8260BSW846 8260B

NDND      10.010.0    9.909.90    ug/Lug/L       9999     4.74.7  SW846 8260BSW846 8260B
1,2-Dichloropropane1,2-Dichloropropane       NDND      10.010.0    10.010.0    ug/Lug/L       100100         SW846 8260BSW846 8260B

NDND      10.010.0    10.310.3    ug/Lug/L       103103    2.42.4  SW846 8260BSW846 8260B
EthylbenzeneEthylbenzene              NDND      10.010.0    10.610.6    ug/Lug/L       106106         SW846 8260BSW846 8260B

NDND      10.010.0    10.210.2    ug/Lug/L       102102    3.73.7  SW846 8260BSW846 8260B
Methylene chlorideMethylene chloride        NDND      10.010.0    10.310.3    ug/Lug/L       103103         SW846 8260BSW846 8260B

NDND      10.010.0    9.959.95    ug/Lug/L       100100    3.83.8  SW846 8260BSW846 8260B
TetrachloroetheneTetrachloroethene         NDND      10.010.0    11.511.5    ug/Lug/L       115115         SW846 8260BSW846 8260B

NDND      10.010.0    10.710.7    ug/Lug/L       107107    7.77.7  SW846 8260BSW846 8260B
TolueneToluene                   NDND      10.010.0    11.011.0    ug/Lug/L       110110         SW846 8260BSW846 8260B

NDND      10.010.0    10.410.4    ug/Lug/L       104104    5.85.8  SW846 8260BSW846 8260B
1,1,1-Trichloroethane1,1,1-Trichloroethane     NDND      10.010.0    10.610.6    ug/Lug/L       106106         SW846 8260BSW846 8260B

NDND      10.010.0    10.410.4    ug/Lug/L       104104    1.31.3  SW846 8260BSW846 8260B
TrichloroetheneTrichloroethene           NDND      10.010.0    10.610.6    ug/Lug/L       106106         SW846 8260BSW846 8260B

NDND      10.010.0    10.310.3    ug/Lug/L       103103    2.22.2  SW846 8260BSW846 8260B

PERCENT            RECOVERY
SURROGATE_________________________              RECOVERY________           LIMITS__________
Dibromofluoromethane                   97                 (79 - 120)

100                (79 - 120)
1,2-Dichloroethane-d4                  89                 (65 - 126)

91                 (65 - 126)

(Continued on next page)
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MATRIX SPIKE SAMPLE DATA REPORTMATRIX SPIKE SAMPLE DATA REPORT

GC/MS VolatilesGC/MS Volatiles

Client Lot #...:Client Lot #...: D9L030596      Work Order #...:Work Order #...: LQD261CN-MS    Matrix.........:Matrix.........: WATER
MS Lot-Sample #:MS Lot-Sample #: D9L020573-003                   LQD261CP-MSD

PERCENT            RECOVERY
SURROGATE_________________________              RECOVERY________           LIMITS__________

4-Bromofluorobenzene                   97                 (75 - 120)
99                 (75 - 120)

Toluene-d8                             105                (78 - 120)
100                (78 - 120)

NOTE(S):NOTE(S):______________________________________________________________________________________________________________________________________________________________________________________
Calculations are performed before rounding to avoid round-off errors in calculated results.

Bold print denotes control parameters

a   Spiked analyte recovery is outside stated control limits.
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